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2HMANTIKO

To Tapdv Eyxeipidio Odnyiwv uttdkeITal o€ TTEPIODIKA avaBewpnon, EvnUéPwon Kal
avavéworn. MNapakaAoupe cupPouleuTeite Tov I0TOTOTTO TNG Corsano yia TV TEAEUTaIA
¢kdoon.

Ta akéAouba Eyxeipidia Odnyiwv gival diabéoiua pe 1o cuotnua CardioWatch 287-2:

- Egapuoyn yia BpaxioN kai KivnTa TNAEQWVA aoBevwV: yia aoBeVEiG Kal ETTAYYEAUATIEG
uyeiag

- Eyxeipidio Odnyiwv yia Tnv epapuoyn yia kivntd HCP: pévo yia emayyeApaTieg uyeiag
- Eyxeipidio Odnyiwv d1adIKTUAKNG TTUANG: MOVO YIa ETTAYYEAUQTIEG UYEIAg

MAPAKAAQ AIABAZTE TA ZXETIKA EMXEIPIAIA OAHTIQN MPIN XPHZIMOTIOIHZETE
TO ZYZTHMA. Edv kdtrolo pépog Tou eyxelpidiou odnyiwyv dev gival 0aQEG, ETTIKOIVWVIOTE
pe Tnv Corsano Health yia BoriBeia.

Edav 1o TTapdv Eyxeipidio Odnyiwv TTapEXETal 0€ NAEKTPOVIKI) HOPPN Kal ETTIBUEITE va AGBETE
EVTUTTO QVTiypa@o, ETTIKOIVWVAOTE Pe Tnv Corsano Health. Eav mrpokeiTai yia éviutro
avTiypa@o, BeBaiwBeite OTI gival n TeAeuTaia Ekdoan TTou gival BIOBECIUN O€ NAEKTPOVIKN
Mopen oTov 10TéTOTTO TNG Corsano Health.

OAa 1a dikaiwpara diatnpouvtal. H Corsano Health B.V. diatnpei 10 dikaiwpa va
TPOTTOTTOINCEI T TTPOIOVTA TTOU TTEPIYPAPOVTAI O€ AUTO TO EYXEIPIDIO ava TTACA OTIYUI XWPIg
mpocidoTroinon. Kavéva u€pog autou Tou gyxelpidiou dev UTTopEl va avattapayoei,
QVTIYPAPE, HETAPPOAOTEI | HETADOOEI UE OTTOIADATIOTE HOPPT) 1] UE OTTOIOONTTOTE HECO XWPIG
TNV TTPonyoupevn ypaTtrtr adeia Tng Corsano Health B.V. O1 TTAnpo@opieg TTou TapéxovTal
o€ auTo To gyXelpidlo TTpoopifovTal va gival akpiBeic kal agiémoTes. Qotdéo0o, n Corsano
Health B.V. dev avalauBavel kapia eubuvn yia Tn Xprion autou Tou gyxeipidiou, yia TUXOV
TTapABIACEISC TWV OIKAIWPATWY TPITWV TTOU UTTOPEI Va TTpoKUWouv atrd tn Xprion auth. OAa
T OVOUOTA EUTTOPIKWY CNUATWY KAl TIPOIOVTWY TTOU QVAPEPOVTAI OTO TTAPOV €ival EUTTOPIKA
ONUATA 1] KATAXWPENUEVA EYTTOPIKA ONUATA TWV AVTIOTOIXWV KATOXWYV TOUG.

2nueiwon TePi TTVeuuaTikwy dikaiwpdtwy: To Corsano gival eptropikd ofpa Tng Corsano
Health B.V. To Tapdv £yypa@o TTpooTaTeleTal aTTd TTVEUMATIKA dikaiwuaTta Tng Corsano
Health B.V.
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WEEE ATTOBANTA NAEKTPIKOU Kal NAEKTPOVIKOU £EOTTAICHOU
HCP EtmrayyeAuariag vyeiag

. MPOEIAOMNOIHZH: Mia drijAwaon NMPOEIAOMOIHZIHE Trapéxel TTANPOPOPIES OXETIKA E

Mia duvnTika mTIKivouvn KaTtdoTaon n oTroia, €dv dev atmo@euxOei, utropei va odnynoel oe

ooBapd TpAUPATIONO ) (NUIA.

A MPOZOXH: Mia dnAwaon NMPOZOXHZ mTapéxel TTANPOQOPIEG OXETIKA PE MIa duvNTIKA
ETMIKivOUVN KatdoTaon n otroia, edv dev atro@euxBei, utTopei va odnynoel o€
TpaupaTiopd Tou XPAOoTN I Tou acBevoug 1 o€ ¢nuIG oTov eCOTTAIOUO 1 0€ GAAN
I010KTNOia.

2YZTAZH: Mia dnAwon 2YZTAZHZ mapéxel pia rpdtaon ) cuoTaon oTov XPAoTh.

0
0 MPOZOXH: O opooTtrovdiakog vouog (HIMA) Tepiopilel TNV TTWANGCN AQUTAG TNG OUCKEUNRG

atro A KATOTTIV EVTOANG 10TPOU 1] GAAoU eTTayyeEAPATIa uyEiag TTou €xel adela aTrd TNV
TTOAITEIaKn vopoBeaia Twv HIMA va xpnoidoTrolei i va TrTapayyEAVE Tn XpHon auTig NG
OUOKEUNG.
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2 EIZATQOrH

MEPIFPA®H: To ouotnua Corsano CardioWatch 287-2 gival éva ouotnua
ATTOMAKPUOPEVNG TTAPAKOAOUBNONG aoBeVWV TTOU ATTOTEAEITAI ATTO MIA CUOKEUN
TTapakoAoUBnong o€ pop@r) BpaxioAloU TTOU YOPIETAI OTOV KAPTTO ATTO EVAAIKEG AOBEVEIQ
(nAikiog 18 eTwv Kal Avw), pia S1adIKTUOGKA TTAAT@OPUA TTPOYPANUATOG TTEPIRYNONG KAl YIa
EQapUOyN yIa KIVNTA TNAEQWVA TTOU PTTOPEI va AEITOUPYEI €iTE 0€ AEITOUpyia aoBevoUg €iTe
o€ Aeitoupyia etTrayyeAuartia vyeiag (HCP).

Ta dedopéva CWTIKWYV onUEiwv TG00 OTIG KIVNTEG CUOKEUEG OO0 KAl OTOV TTiVOKA EAEYXOU
TToU Bacifetal 010 O1adiKTUO gival dIABECIUA OTOV TTAPOXO UYEIOVOUIKAG TTEPIBaAYNG.

To mapakdTw oxnua mapouacidlel To cuotnua Corsano CardioWatch 287-2:

Interfaces with Patient App

Corsano App
(10S/Android)
. Corsano Cloud Corsano
Patient App | || _| storage Web Portal

heasurements
App to receive and
transmit data, —_—
< ' display selected G . .
. _‘__;' : information Internat sl ‘-
Patient Internet Patient Mat
+
Mﬁwmmpm 1 n ‘ Patient App Configuration;
2 Displays vital parameters;
L1
HCP APP :rer o f User defined alarm setting,
*‘ App to monitor triggers alarm
e patients and ~ ‘ k (visual & audible) J
| ¥ receive alarms y

S—
| 3,

Interfaces with HCP App o + Interfaces with Web Portal
HCP

2uornua CardioWatch 287-2

To BpaxIoAl £xel oxedIaoTei yia va TTAPAKOAOUBE cuveEXWGS Ta QUOIOAOYIKA CWTIKG onueia
(kapdiakdg puBuog (PR), kopeoudg oguydvou (Sp02), Bepuokpacia ocwpatog (TEMP),
aptnpiakn trieon (NIBP) kai etritreda dpactnpidtntag (MOTION / STEP) Tou atéuou tTou
TTapakoAouBeiTal Kai va JeTadidel e aoPAAEIO TA KPUTITOYPOPNUEVA DEDOUEVA HECW TNG
epappoyng Patient App (epapuoyr acBevr]) otov ac@aAr] SIOKOUIOTH.

To BpaxioAl TrpoopileTal yia eTTITOTNIEG NETPNOEIS NAeKTpokapdioypagiag (ECG).

To BpaxioAl TTpoopileTal yia XpAon o€ ETTAYYEAUATIKEG EYKATAOTACEIG UYEIOVOUIKAG
TTEPIBAAYNG, OTTWG VOOOKOMEIN A €CEIDIKEUPEVA VOONAEUTIKA 10pUUATA, I} OTO OTTITI.
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To ocuoTtnua Corsano CardioWatch 287-2 civai €TTiong eVOWPATWHUEVO UE CUOKEUEG TRITWV
KATOOKEUAOTWY YIa TNV EUPAVION Kal TNV TTApaKoAoUBnaon QuCIOAOYIKWY OnUEiwvV
(onuelakn TTapakoAouBnon: un emePPaTIKAG aptnpiakAg Trieong (CuffBP), Trveupovikng
Aeiroupyiag kai otreipopéTpnong (SPIRO), Bdpog (WEIGHT), kaBwg Kal cuvexng
TTapakoAouBbnon TnG Bepuokpaaciag TG paoxaAng (aTEMP).

O etTayyeApatiag vyeiag utropei va €xel ac@aini Tpooacn oTa QUCIOAOYIKA OnuEia TOU
a0BgvoUg atrd atrdoTOaon HEOW TNG EQAapPUOYRS yia kivntd HCP Mode ) péow uiag
QIETTAPNAG I0TOU O€ TTPOYPAPUA TTEPIAYNONG, Ol OTTOIEG TTPOOPICOVTAl ETTIONG VIO TV
TTAPOXH OTITIKWYV KAl AKOUCTIKWY QUOCIOAOYIKWY CUVAYEPHWY TTOAAATTAWYV TTAPAUETPWV.

AuTté 10 Eyxeipidio Odnyiwy oag TTapEXEl ONUAVTIKEG TITANPOPOPIEG OXETIKA PE TO BPAXIOAI
Kal Tnv e@apuoyn Corsano CardioWatch 287-2. Autég o1 0dnyieg TTpoopifovtal TO0O0 yia
TOoVv 00Bevh 600 Kal yIa TOV ETTAYYEAPATIO UYEIAG.

To ovuotnua CardioWatch 287-2 mpétel va xpnoipoTrolgital yévo atrd Kai utrd tnv
ETTIBAEWN eKTTAIOEUPEVWIV ETTAYYEAUATIWY UYEIAG.

Mrropeite va avatpétete otn Bdon Nvwoewv oTig PuBuioeig Tng epapuoyng yia
ATTAVTAOEIG O€ OUXVEG EPWTHOEIG.

MTTOpEiTE ETTIONG VA ETTIKOIVWVAOETE JE TOV ETTAYYEAUATIO UYEIQG OAG €AV XPEIACEOTE
BonBeia oXeTIKA PE TN Xprion Tou BpaxioAiou kai TnG epapuoyng CardioWatch 287-2.

MTropeiTe €TTiong va €TMIKOIVWVAOETE PE TNV Corsano yia TEXVIKES EPWTACEIC JETW TOU
support@corsano.com.

Eyxeipidio odnyiwv yia 1o BpayioAl | Ao 25-08-2026 | KatdoTtaon avabewpnong: 18 7
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3 OAHIE> A>PAAEIAY

MNa va eEao@alioeTe TNV aoQaAr Kal cwoTh xperion Tou BpaxioAiou CardioWatch 287-2 kai
NG e@apuoyng, AIABAZTE kal KATANOHXTE 6Aeg TIG 0dnyieg ao@AAEIOG Kal AEITOUPYIOG.
Edv dev katavoeite auTtég TIG 00NYIES 1 EXETE ATTOPIEG, ETTIKOIVWVIOTE JE TOV YIOTPO 0AG N
ME Tosupport@corsano.com TTIpIV ETTIXEIPHOETE VA XPNOIMOTTOINOETE TO GUCTNHA.

3.1

MposidoTroINoEIg

MNa tn diatrpnon TG ao@aielag Twv aoBevwyv, TnpeiTe OAeg TiIg NMPOEIAOMOIHZEIZ kai
11 MPODYAAZEIZ 1TOU avagépovtal oTo TTapov Eyxeipidio Odnyiwv .

To ouotnua CardioWatch 287-2 mrpoopiletal yia Xprion JOvo atrd £CeIOIKEUPEVO 1ATPIKO
TTPOOWTTIKO. AKOAOUBEITE TTAVTA TIG 0ONYiEG TOU 1ATPOU CAG.

To ouoTtnua CardioWatch 287-2 dev TpoopileTal yia xprion o€ mTepIBAAAovTa uynAng
évraong, OTTWG HOVADES eVTATIKNG BEpATTEIag 1 XEIpoupyEia.

To ouotnua CardioWatch 287-2 dev mpoopileTal yia Xprion o€ KapdiakoUg aoBEeVEiG Ue
o&eia vOOO TTOU EVOEXETAI VA AVOTITUEOUV ATTEIANTIKEG yIa Tn (wr appuUBUIES, TT.X. TTOAU
yprnyopn KOATTIKA papuapuyh. MNa autoug Toug aoBEeVEig, TTPETTEI va XpNOIUOTTOIEITAl
ouvexng rapakoAoubnon ECG. To auoTtnua CardioWatch 287-2 dev uttokaBiotd Tnv
TTapakoAouBbnon ECG.

O1 xpnoTeg Ba TTpETTEl va CUPBOUAEUOVTaI évav ETTAYYEAPATIO UYEIAG TTPIV ATTO TN
XPNon, eav TTaoyouv atmo TTaBAOEIC TTOU EVOEXETAI VA ETTNPEACOUV TNV OKPIREIR TWV
METPNOEWYV, CUUTTEPIAANBAVOUEVWY CUXVWYV apPPUBNIWV (TT.X. TTPOWPESG KOATTIKEG N
KOIANIOKEG OUOTOAEG 1] KOATTIKA JOapUapuyn), apTnEIOCKARPUVONG, KAKAG AINATWonNG,
OI1aBATN, EYKUPOOUVNG, TIPOEKAQUWIAG 1 VEQPPIKAG vOoou. AGBeTe uTTdWN OTI AUTEG Ol
TTaBnoE€Ig, KaBWG Kal N Kivnon, TO TPEUOUAO A TO Piyog, EVOEXETAI VA ETTNPEACOUV TIG
METPAOEIG TNG OUCKEUNG.

MOTE pnv diayvwoeTe ] BepatTeUoETE TOV €QUTO 0ag PE BAON TIG EVOEILEIS TV
QPUOIOAOYIKWYV TTAPAPETPWV.

MHN 1TpoCapuOlETE TN QAPHAKEUTIKY Qywyr PME Baon TIG evdeiEelg auToU Tou
ouoTAUaTog. MNpétrel va AauBAVETE TO PAPPOKA OCUPPWVA WE TIG 0BNYIEG TOU YIATPOU
oag. MONO évag yiatpdg gival €¢e1dikeupévog yia Tn dIdyvwaon Kal Tn BepaTtreia TNG
aoBévelag evog aoBevouc. MNMavta va cupBouAeUeoTe TOV YIOTPO COG.

To BpaxioAl TrpoopileTal yia xprion o€ évav povo acBevr). MHN xpnaoiyoTroigite To
BpaxioAl oe kavévav AAAO Katd Tn didpKeia TNG TTapakoAouBnong Tou acBevoug.

To BpaxioAl kal oTToladTTOTE AAAG ECAPTANATA TNG CUCKEUNG TTPETTEI VO A@aIpouvTal
TIPIV aTTO TNV ammvidwon Tou acBevouc.

MHN xpnoigoTroigite autd 1o BpaxidAl o€ Bpéen, vATia, TTaidId A dToua TTou dev
MTTOPOUV Va eKQPAOCTOUV. AUTH N OUOKEUN OgV £XEI ETTIKUPWOEI o€ TTandIaTpikd
TTANBuUoPo.

MHN xpnoidoTrolgite autd 10 BpaxIOAl O€ TPAUPATIOPEVO XEPI | O€ XEPI TTOU
XPNOIUOTTOIEITAI WG HEPOG AAANG 10TPIKAG BepaTTeiag (TT.X. € XEPI ME apTNPIOPAEBIKN
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TTapdkapyn yia aigokddapon). H xprion Tou BpaxloAlou PTTopei va eTTnpedoel
TTPOCWPIVA TN PON TOU QiNATOG, JE ATTOTEAECUA VA TTPOKANBEI TPAUUATIONOG.

MHN xpnaoiuoTroieite QuTO TO BpaxIOAl edv £xeTe coBapd TTPoBAANATa PONG aiNaTog A
d1aTAPAXEG TOU AiATOC.

MHN xpnoiyoTrolgite auTO TO BPaXIOAI €AV EXETE TPAUPATIONEVO 1 EpEBICUEVO OEpPUQ.

MHN xpnoipoTroigite auto 10 BpaxIdAl TauTdxpova Pe AAAO 1aTPIKO NAEKTPIKO (ME)
€EOTTANIOO KTOC ATTO AUTOV TTOU €xEl eyKpIBei atrd Tnv Corsano. Autd PTTopEi va
odnynoel oe AavBaouévn Asitoupyia Tou BPaxIOAIOU Kal/f| va TTPOKAAETEI AVOKPIPEIG

METPAOEIG.

MHN xpnoipoTrolgite autd 10 BpaxIOAl O€ TTEPIOXES TTOU TTEPIEXOUV XEIPOUPYIKO
e€omTAIoud uwnAng ouxvotntag (HF) i utrepBapikols BaAdpoug ) uTToAoyIoTIKOUG
Topoypagoug (CT). Autd pTTopei va odnynoel oe AavBaouévn Asitoupyia Tou BpaxioAiou
Kal/fy va TTpoKaAéoEl avakpIBEic HETPATEIG.

MHN TTpayuQaTOTIOIEITE KATAYPAPESG OE KOVTIVH ATTOOTACH ATTO 1I0XUPA
NAEKTPOUAYVNTIKA TTESIA (TT.X. NAEKTPOPAYVNTIKA CUCTHUATA AVTIKAETTTIKIG TTPOOTACIAG,
QVIXVEUTEG HETAAAWV).

MHN xpnoigoTrolgite auto 1o BpaxidAl o€ TTepIBAAAOVTA TTAOUCIO O€ 0EUYOVO 1| KOVTA O€
eU@AeKTa aEpla. AuTOG 0 £EOTTAICHOG Bev £xeEl eyKpIOEi oUTe TTIOTOTTOINGEI yIa Xprjon o€
TTEPIOXEG OTTOU Ol CUYKEVTPWOEIG OGUYOVOU gival eyaAuTepeg atmd 25% 1y 6trou ivail
mOavO va eUPAVIOTOUV EUPAEKTA ] EKPNKTIKA PEIYUATA aEPiwV.

Edv ouuBei coBapd mTepioTaTikG 0€ OXEON UE TN OUCKEUN, TTPETTEI va ava@epOei oTov
KATAOKEUAOTI KAl OTNV apuodIa apxHh.

AUTO TO BpaxIdN dev gival aCQAAEG yia PayvnTikA Topoypagial

MHN ekBétete TO BpaxioAl o€ TTepIBAAAOV payvnTikou cuvtoviopou (MR).

AuTO TO BpaxiOAl evdEXETal va TTAPOUCIAlel Kivouvo TpauuaTtiopou atrd BARuata Adyw
TNG TTAPOUCIAG CIBNPOMAYVNTIKWY UAIKWYV TTOU JTTOPOUV VA TTPOCEAKUCTOUV OTTO TOV
MayvnTikG TTupriva Tou MR.

Mrtropei va TTpokANBoUV BEpUIKA TPpaUUATA KAl EYKAUPATA AOYW TwV JETAANIKWV
e€apTNUATWY TOU BpaxioAiou TTou utTopEi va BepuavBolv Katd Tn dIdPKEIa TNG

MayVvNTIKAG TOPOYPaiag.

To BpaxIOAl uTTopEi va dnUIoUPYACEl TEXVNTA OTOIXEIO OTAV EIKOVA JAYVNTIKAG
TOUOYPAYIaG.

To BpaxioAl evdExeTal va UNV AEITOUPYEI CWOTA AOYW TWV I0XUPWYV HAYVNTIKWY Kal
PadIOCUXVOTATWY TToU TTapdyovTal atrd Tov capwTtr) MR.

Ortav ol TIéEG paivovTal acuuBiBacTeg e TNV KAIVIKA KOTACTOON TOU XPROTN, N EKTIUNON
TNG APTNPIAKAG TTiEONG TTPETTEI VA ETTIBERAIWVETAI PUE MIA CUMPBOTIKA METPNON GPTNPIAKAS
TTiEoNG YE TTEPIXEIPiIOA.



. To oUoTnua CardioWatch 287-2 Sev TIPETTEI va XPNOIMOTIOIEITAI WS ATTOKAEIOTIKA Bdon

yla didyvwaon 1 BgpaTreia Kal TTpoopideTal JOVo w¢ BondNTIKG HECO OTNV agloAdynon
TOU 00BevoUG.

3.2 TMposidotroInoceig

A EvnuepwoTe TOV YIOTPO 0OG €AV BIATPEXETE KiVOUVO AVATIVEUOTIKAG Kpiong. Oa TTPETTEl
va TTapakoAouBeioTe oTeva.

A H kivnon, 10 @wg Tou TTEPIBAAAOVTOG KAl N XAMNAN QIJATWON YTTOPEI VA ETTNPEACOUV
TOoV UTTOoAOYIONO Kail TNV akpiBela Tou SpO2 Kai Tou o@uypou. To ocuoTtnua Corsano
287-2 dev TTpoopileTal yia Xprion oTov uTtoAoyIiouo akpifoug SpO2 katd Tn dIGPKEIN
TEPIOOWV UWNANG Kivnong, uwnAou gwTiouou TTEPIBAAAOVTOG Kal OUVONKWY XaunAng
AlNATWOonG.

A O1 petproeig SpO2 cival 1diaiTepa uaioBnNTEG 0TOUG TTAAUOUG TNG APTNEIOG KAl TNG
aptnpEidag. O1 HETPNOEIG EVOEXETAI VA PNV €ival AKPIPEIS €AV AVTIMETWTTICETE OOK,
utToBEpia, avaiuia f EXeTe AaBel opiopéva APUAKA TTOU JEILWVOUV TN POr TOU
QiNaTog OTIG APTNPIEG.

A BeBaiwbeite 611 TO BpaxIOAl £xel TTPOCAPPOOTEI OTIG BepUokpaaieg Asitoupyiag (+10
¢wg +40 °C) mmpiv atod Tn pétpnon. H yétpnon PeTa atd akpaia aAayr Bepuokpaciag
MTTOPEI va 00NYAOEl 0€ aVakpIPEiG EVOEIEEIGC.

A Ta eTTiTTeda Kivnong TTapEXOVTAl JOVO YIA EVNUEPWTIKOUG OKOTTOUG. Agv TTPETTEI VA
XpnoigoTtrololvTal W¢ BAon yia Tnv TTapox ePovTidag oTov acBevi.

A O1 eCWTEPIKEG OUOKEUEG TPITWV KATAOKEUAOTWYV OEV TTPETTEI VA XPNOIUOTTOIOUVTAl
EKTOG TNG TTPORAETTOPEVNG XPIONG TOUG, CUNTTEPIAAUBAVOUEVWY TWV TTPOBAETTOUEVWV
a0BevwyV Kal Twv ouvenkwv AgIToupyiag.

A To BpaxIOAl TTapEXETAI N OTTOOTEIPWUEVO.
3.3 Znueiwoelg
QPUAAGETE aUTO TO EYXEIPIOIO OE PEPOG OTTOU UTTOPEITE va TO BPEITE EUKOAQ OTAV TO XPEIOOTEITE.
3.4 Evdeigeig xpiong

To ocuoTtnua CardioWatch 287-2 €ival yia acUpuaTtn CUOKEUN ATTOUAKPUOUEVNG
TTapakoAoUBNoNg TTou TTPoopPIfeTal yIa TN ouveX) OUAAOYT QUOIOAOYIKWY BEBOUEVWY O€
OIKIOGKA Kal uyelovopika TrepiBaAAovTa. Auto TTepIAauavel Kapdiakd pubuo,
METABANTOTNTA KapdlakoU pubuou (didoTnua R-R), avatveuoTikd pubuo, dpactnpidtnra,
utrvo, HKIT, SpO2, Beppokpacia cwuatog, aptnpiakn Trieon kail Bapog. Ta dedopéva
METAdIdOVTAI ACUPPATA ATTO Tr CUOKEUN JEOW TNG EQAPUOYNG N TNG TTUANG O€ IAKOMIOTA
1 uyelovouiké cloud, é1Tou atroBnkevovTal Kal KaBioTavTal SIaBEcIua yia TTEPAITEPW
avdAuon.

To cuoTtnua CardioWatch 287-2 trpoopiletal yia TOV TIPOCUUTITWHATIKO EAEYXO KOATTIKAG
HapHAPUYNG.

To cuoTtnua CardioWatch 287-2 mrpoopileTal va TTapEXEl OTTTIKOUG Kal NXNTIKOUG
PUOIOAOYIKOUG OUVAYEPHOUG TTOANATTAWY TTAPANETPWV.
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To ocuoTtnua CardioWatch 287-2 dev TrpoopileTal yia xprion o€ mepIBAAAovVTa uwnAng
évraong @povTidag, OTTwGS HOVADEG EVTATIKAG BEpATTEIAG 1] XEIpOoUpYEia.

To ouoTtnua CardioWatch 287-2 dev TrpoopiCeTal yia Xprion 0€ 0&EwG TTAOXOVTEG
KapdIOAOYIKOUG aoBeveig e mOavoTNTa avAaTITUENG ATTEIANTIKWYV YIa TN (W appubuiwy,
TT.X. TTOAU Taxeiag KOATTIKAG papuapuynig. O1 acBeveic autoi Ba mTpéTTel va
TTapakoAouBouvTal pe ouokeur) ouvexoug HKI. To ouotnua CardioWatch 287-2 dev
uTTOKOBI0TA povITop HKT .

To ouoTtnua CardioWatch 287-2 dev rpoopileTal yia TTapakoAouBnon SpO2 o€ ouvOAKeg

€VTOVNG Kivnong r XaunAng aigatwong.
3.5 KAviko6 6¢pelog

To cuoTtnua CardioWatch 287-2 trapéxel un €meUBaTIKr, AVETN TTAPAKOAOUONON TV
CWTIKWV ONUEIWV PE OTITIKEG KAl AKOUOTIKEG TTPOEIBOTTOINCEIG TTOAAATTAWY TTAPAPETPWV.
Ta dedopéva petadidovTal oTnv diadikTuakr TTUAN TNG Corsano, 6TTou e¢eTddovTal aTmo
emayyeAparieg vyeiag (HCP).

To KUplo KAIVIKO 6@eAog Tou cuoThpatog CardioWatch 287-2 sival n Trapoxn
TTapakoAoUBNoNG Twv PN €TEPRATIKWY (WTIKWV ONUEIWY TOU a0BEVOUG E OTTTIKEG Kl
OKOUOTIKEG UOIOAOYIKEG EIO0TTOINOEIG TTOU JTTOPOUV va puBuIoToUV atrd Tov acBevr) TTpog
TOV €TTAYYEAPATIA UYEIAG.

‘Eva deutepeUoV KAIVIKO TTAEOVEKTNMA €ival OTI O ETTAYYEAUQATIAG UYEIQg UTTOPEI va
arropacioel, ge Baon Tn Bgpatreia Tou acBevoug, 0TI N epapuoyry Corsano o€ Asitoupyia
a00gvoUg TTPETTEI va PPAVICEl TTANPOPOPIEG OXETIKA PE TIG TAOEIG TOU a0BEVOUG, yia
TTapddelyua 1n OpacTnEIOTNTA TOU a0BevoUc (eTTiTTeda Kivnong Kal BriuaTta), TIPOKEIUEVOU
va evBappuvel Tov acBevr) va gival o evepyogs ) va akoAouBei KOAUTEPA TIG 0dNYiES TOU
eTTayyeApaTia vyeiag.

3.6 Baoiki etmidoon

H BaoikA etridoon ocup@wva pe 1o TpodTutro IEC 60601-1:2005+AMD1:2012+AMD2:2020
yla 1o cuoTtnpa CardioWatch 287-2 €xel kaBoploTei WG N IKAVOTNTA TOU CUCTHUATOG VA
dlatnpei akpiBeic perprnoeic SpO2, PR, Bepuokpaciag cwpaTtog, pubuou avatrvong, Kabwg
KAl HETAOOONG OEDOUEVWIV.

O1 akpiBeic ueTpAoeIg £xouv KaBopioTei cUPQWVa PE Ta TTapdAAnAa TpéTuTTa IEC Kal,
OtTou gival KaTGAANAo, TIG TTPOdIAYPAPES TOU TTPOIOVTOG.
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4 XYMBOAA

AuUTEG 01 00nyieg xpriong TrepiExouv Ta akOoAouBa cUuBoAa (To Xpwua Kal To
MEYEBOG PTTOPET VO B1aPEPOUV):

ZU0uBoAo Znuacia

u Y1rodeikvUel TOV KAOTOOKEUAOTH TOU 1ATPIKOU TTPOIOVTOG

Mia dnAwon Mpogidotroinong TTapéxel TTANPOYOPIEG OXETIKA PE HIa
duvnTika £TTIKivduvn KaTAdoTaon n oTroia, e&v dev atTro@euyOei, ytropei va
odnynoel oe coBapd TpaupaTiond f ¢nuid.

Mia dAAwon MNpoooxnig TTapéxel TTANPOPOPIEG OXETIKA PE Mo duvNTIKA
ETTIKIVOUVN KaTAOTOON N OTToia, £4v Oev aTToQEeUXOEi, uTTopei va odnynoel o€
TpAuuaTIond TOoUu XPAHOTN 1] Tou aoBevoug i o€ {nNIG oTov EOTTAICKO 1) 0€ GAAN
TTEplouaTia.

Epapuoopévo pépog (BpaxioAl Corsano)
Egappoopuévo pépog TYPE BF (IEC 60417-5333)

I:Ii] YT1rodeikvUel TNV avAykn Tou XpNoTtn va oupuBouAeuTei TIG odnyieg Xpriong
ﬂ

REF YT1odeikvUel Tov aplOud KaTaAGYyouU TOU KOTAOKEUAOTH, WOTE VO UTTOPEI va
avayvwEIoTEN N 1ATPIKA CUCKEUN

YT1odeikvUel TOV O€IpIakO aplOud TOU KATAOKEUAOTH, WOTE VA UTTOPEI va
AVaYVWPIOTEN JIa CUYKEKPIPEVN IATPIKI) CUCKEUR

H ofjpavon CE utrodeikviel OTi éva TTPOIOV CUPPOPQPWVETAI JE TOUG IOXUOVTEG
Kavoviopoug NG EupwTraikng ‘Evwong

H ofjpavon FCC utrodeikvuel Ti N NAEKTPOVIKI) CUCKEUT], N OTTOIa TTWAEITAI OTIG
Hvwpéveg gival maTtotroinuévn Kai 0Tl ol NAEKTPOUAYVNTIKEG TTAPEPPBOAEG aTTd T
OUOKeEUN gival KATw aTTd Ta Opia TTou £Xouv eykpiBei atrd Tnv OpoaTrovoiakn
EmTpot EmKoIvwvIwV

YT1rodelkvUEl OTI éva TTPOIOV OEV TTPETTEI VA ATTOPPITITETAI € XWPO UYEIOVOUIKAG
TaPAG. H palpn ypauur utrodeikvuel 6Tl 0 €EOTTAICHOG KATAOKEUAOTNKE PETA TO
2005

AvaTtpégTte OTO £YXEIPIOIO/QUAAGDIO OBNYIWV.

H @opn) ocuokeun (BpaxidA) dev TTapdyel cuvayePUOUG.

Eyxeipidio odnyiwv yia 1o BpayioAl | Ao 25-08-2026 | KatdoTtaon avabewpnong: 18 12
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Movo yia xprion ge 1aTpiki ouvtayn (HMA)

H ocuokeun dev gival ac@alng yia payvnTikn Topoypagia (MR)

Ovopa kail digubuvon eicaywyéa

Mn atrooTelpwpévn CUCKEUN

YT1rodelkvUel Ta Opia BEpPoKpaaiag aTa oTroia N IATPIKY CUCKEUN UTTOPEI va
ekTeDE ue aopdAcia

YT1rodeikvUel Ta OpIa UYPaciag 0Ta OTTOIa N IATPIKF CUCKEUN UTTOPET va eKTEDET
ME ao@dAcia

§ W)~ P @7

laTpikA cuoKeun

UDI Movadikdg avayvwpIoTIKOG KwOIKOG OUOKEUNG

Eyxeipidio odnyiwv yia 1o BpayioAl | Ao 25-08-2026 | KatdoTtaon avabewpnong: 18 13
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5 MNEPIEXOMENO / TO NPOION MEPINAMBANEI

5.1 MapaAafni kai emiBswpnon

A@aipéaTe To BpaxIOAl Kal Ta AAAa e€apTApATa aTTd TN CUCKEUATia Kal EAEYETE av
utTdpxouV ¢nuI€S. EGv To BpaxIOAl 1 oTTolodATTOTE AANO £€APTNUA Eival KATECTPAPUEVO,
MHN TO XPHZIMOTIOIEITE kai emMKOIVWVACTE PE TO suppori@corsano.com

AlaBdaoTe TIG oNUAVTIKES TTANPOYOpieG aoPaleiag o€ auTd 1o Eyxeipidio Odnyiwv TTpiv
XPNOIMOTTOINOETE TO BPaxXIOAI Kal AKOAOUBAOTE TTPOCEKTIKA TIG 0dNYieg auTou Tou
eyxelpidiou yia tn dIkr} oag ac@AAgia.

PuAGETe autd TO Eyxeipidio Odnyiwv o€ pEPOG OTTOU PTTOPEITE va TO BPEiTe EUKOAA 6TaV TO
XPEIQOTEITE yIa JEAAOVTIKY ava@opd.

H ouokeuaaoia Tou BpaxIoAIOU TTEPIEXEI ONUAVTIKEG TTANPOQOPIES, OTTOTE DEV TTPETTEI VA
TTETOXTEI.

5.2 Mepiexoépeva

‘Eva BpaxiOAl ‘Eva kaAwdio popTiong USB: ‘Eva kouti
CardioWatch 287-2: OUOCKEUOOING ME
odnyisg:

@
L]

BpaxioAi PoprioThc Eyxeipidio Odnyiwv
Cw287-2 (CS-USB-CCABLE) (GRE-IFU-CW287-2)

>HMANTIKO: 1o Tpo@odoTiké USB AC / DC (Trpocappoyéag USB) dev TapExeTal.
Avatpécte otnv evotnTa §16.3 (TpogodoTtikd AC-DC) -TpogpodoTiké AC-DC
(TTpoocapuoyéag USB) yia TIG EAGXIOTES TTPODIAYPAPEG.

Eyxeipidio odnyiwv yia 1o BpayioAl | Ao 25-08-2026 | KatdoTtaon avabewpnong: 18 14
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6 INOPIZTE TO BPAXIOAI 2A%

6.1 TMiow kai TTAdivd Tou BpaxioAioU

(A) Mpdoivo LED

(B) MoptokaAi LED

(C) MmAe LED

lMiow kai TAaivh éywn Tou BpayioAiou

6.2 [lliow Kal KATW pEPOG TOU BpaxioAioU

(D) Aicbnmpag PPG

(E) ETrogég @opTiong

(F) MayvnTeg yia Tn ouykpaTnon Tou KaAwdiou
popTIONG

lMiow 6wn Tou BpayioAiou

6.3 TPOEIAONOIHZEIZ / MPO®YAAZEIZ | ZYZTAZEIZ

AL ZTaPATACTE va XPNOIKOTTOIEITE AuTO TO BPaxIOA KOl CUUPBOUAEUTEITE TOV yIaTpO OAG N
TOV ETTAYYEAUATIO UYEIAG 0OG €AV ENPaVIOETE £PEBIOUO TOU dEPUATOC | duTPOopIa.

% MHN e@apuoleTe TN @OpNTH CUCKEUR O€ avoIXTEC TTANYEG, EAKN 1] KowiuaTta. H
OUOKeUN TTpoopideTal HOVO yia eTTa@r e GBiIkTo dEpua.

0 MNa va emTUXETE TNV KAAUTEPN ATTOd00N TOU aIoONTAPa Kapdiakou pubuou,
BeBaiwbeite 6TI TO BpaxIOAl gival KOAG TTPOCAPUOCUEVO OTOV KAPTTO Kal OV €ival TTOAU
OQIXTO, WOTE VA ATTOQUYETE £pEBIOUO i TPAUNATIONS TOU BEPUATOG.

A To BpaxiOAl dev TTPETTEN va TOTTOBETEITAI TTAVW OTTO TATOUAL, AludTwUaA f OTTOIOdATTOTE
GAAO OTOIXEIO TTOU B UTTOPOUCE VA TTAPEUTTODICEI TOUG AICONTAPES TOU BpaxioAioy,
KaBwg autd ptropei va eutrodioel Tov akpIBry UTTOAOYIOUO TwV WTIKWYV CNUEIWV.

A AveEaptnTa atrd TIG METPROEIS TTOU £XOUV ANPOEI 1 TIG TINEG TWV PETPROEWY TTOU £XOUV
YiVEl JE TN XPrON QUTHG TNG CUOKEUNG, Ba TTPETTEl VO CUUPBOUAEUTEITE AQUETWGS TOV
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yliaTpo 00G A TOV ETTAYYEAUATIO UYEIQG 00G €AV EUPAVIOETE CUUTITWPATA TTOU Ba
MTTOpOoUCav va utTtTodNAWwVvouV KATTola agBéveia, OTTwG TTOVO O0TO 0THBOG, TTiEon OTO
0TNB0G, GPIEIUO K.ATT.

A MpPETTEl VO EVNUEPWOETE TOV YIOTPO 1) TOV ETTAYYEAPATIO UYEIAG 0AG YIO OTTOIAdNTTOTE
aAAayr} 0TnV KATaoTaon TNG UYEiag 0ag.

45 To BpaxioAl TTpoopileTal va gopléTal oTov KapTrd (aplotepd n degi), MHN 10
XPNOIMOTTOIEITE O€ AAAA HEPN TOU CWHATOG.

Na OUYKEKPIPEVES TTANPOQPOPIEG OXETIKA PE TOV KAPDIAKO 0aG pubuo,
2YMBOYAEYTEITE TON TIATPO ZAZ.

B b

To BpaxioA sival adidppoxo cupewva pe 1o TPoéTUTIO IP66, TTOU onuaivel OTi
TIPOOTATEUETAI JOVO ATTO TN OKOVN KAl TOUG I0XUPOUG TTiIdaKES vepou. MTTopEiTte va
KAVETE VTOUG UE TO BPaxIOAl, aAAG dev TTPETTEI va TO XPNOIMOTIOIEITE KATA TN OIAPKEIX
TNG KOAUPBNoNG.

B

H emiokeun Tou BpaylioAiol pTTopei va TpayuatoTroinfei yévo atrd Tov KATAOKEUQOTH,
O1aQopeTIKG evdEXETAI Va dlaTtapayBei N ocwaoTr A&IToupyia TNG CUOKEUNAG.

B

Agv eMITPETTETAI KAWia TPOTTOTTOINON TOU BpaxioAiou. H TpoTtrotroinon PTropei va
TIPOKAAECEl TTAPEUPBOAEG O AAAEC OUOKEUEG, TPAUPATIONO TOU aoBEVOUG Kal TOU
XPNoTn, cuutrepIAauBavopévwy NAEKTpoTTANEIaG, eykauudtwy fj Bavdrou.

MHN xpnoipoTroleite autd 1o BpaxioAl yia oTTo1ovonTToTE AAAO OKOTTO KTOG aTTO TNV
TTPOPBAETTOMEVN XPAON.

To BpaxIOAl TTEPIEXEI MIKPA EEAPTAMATA TTOU EVOEXETAI VO TTPOKAAETOUV TTVIYUO O€
TEPITTTWON KATATTOONG aTro BPEQN, VATTIA i TTAIdIA.

Na va atToQuyeTe TOV OTPAYYAAICHO, KPATAOTE TO KAAWDIO TOU POPTIOTH MOKPIG aTTO
Bpépn, vAatia i TTaidid.

E b b b

MHN pixvete kal MHN utroBAAAeTE QUTO TO BPaxIOAI O€ I0XUPOUG KPAdAOHUOUG 1)
doVNOoEIG.
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6.4 MeTta@opd dedopévwyv

AuTté 10 TTPOIdV ekTTEUTTEI padioouxvotnTes (RF) otn Cwvn Twyv 2,4 GHz.

MHN xpno1uoTroIEiTeE auTO TO TTPOIOV O€ TOTTOBETIEG OTTOU N Xprion padiocuxvoTiTwy (RF)
gival Trepiopiopévn. AtrevepyotroifoTe Tn Asitoupyia Bluetooth® kai/r) atroouvdéaTe TO
QOoPTIOTH OTaV BPICKEOTE O€ TTEPIOXES OTTOU N XPrion padioouxvoTiTwy (RF) gival
TTEPIOPICEVN. 1A TTEPICOOTEPES TTANPOYOPIEG OXETIKA PE TTIBAVES TTEPIOPIOHUOUG,
avaTpéETe OTNV TEKUNPiwaon OXeTIKA ue TN xprion Bluetooth 1rou Trapéxetal atd tnv FCC.

A Edv n ouokeun ammopakpuvBei atré Tnv epRéAcia Tou Bluetooth, Ba ammoBnkeuoel Ta
dedopéva onuaTog yia PéyIoTo diIaoTnua 24 wpwv. Metd atmd 24 wpeg, Ta TTaAaIdTEPA
oedouéva Ba diaypagouv.

6.5 ®opTion Tou BpaxioAioU
A@aipéoTe TO BpaxIOAl atTd Tov KapTTo TTpIv atrd Tn @OpTIon.

Eicayayete TAApwG 10 Buoua USB 010 AKpo Tou KaAwdiou pOpTIONG OTOV TTPOCApPHOYEQ
USB.

2uvdEOTE TO AAAO GKPO TOU KaAWdioU pOPTIONG OTO TTICW PEPOG TOu BpaxioAiou. Ol
MayvATeS Ba TpABRgouV TNV KEQAAR TOU QOPTIOTH TTPOG TO PPAXIOAI.

lMpoBoAn opriong

O1 payvATeG Ba KOUPTTWOOUV To KaAWSdIo Tou QopTIoTH 0T B€on Tou. H Auxvia LED 6a
avawel yia va utrodeigel 6t n @oépTion £xel Eekivoel. Katd tn didpkeia 1ng @opTIong, TO
BpaxIoAl dev Ba TTPaAYUATOTTOIE Kauia QUCIOAOYIKN JETPNON.

H TToAIKOTNTA TwV JayvnTwy oTo BpaxidAl Kal aTo KaAwdIo ¢opTiong Ba e¢ac@alioel Tnv
€UOUYPANMION TWV ETTAQWY TOU QOPTIOTH.

Otav ammoouvdéeTe T0 KAAWDIO TOU POPTIOTH aTTd ToV TTpocappoyéa USB, gpovTioTe va 1o
AQAIPECETE PE AOPAAEIa XwpPig va TpaBdTe To KAAWDIO TOU YOPTIOTH.

AlaTnpRoTE TOV QOPTIOTH KaBapd KAl OKOUTTIOTE TUXOV OKOVN HE £va oTEYVO, JOAOKO TTavi.
ATTOOUVOEOTE TO KOAWDIO POPTIONG OTAV OEV TO XPNOIMOTIOIEITE.

ATTOOUVOEDTE TO KOAWDSIO YOPTIONG TTPIV KABAPIoETE TO BPaXIOAI.
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6.5.1 TMPOEIAOMNOIHZEIZ:

25 TIOTE pnv agrivete 1o BpaxIoAl 1 To KIVNTO THAEQWVO va aTTOPOPTIOTE .

24 TIOTE pnv ouvdéeTe 1 aTTOOUVOEETE TO KAAWODIO TOU QOPTIOTH ATTO TOV TIPOCAPHUOYEQ
USB e Bpeypéva xépla.

25 TNa va atmo@uyeTe nAekTpoTTANEia, eAEyETE OAa Ta KAAWSIa TTPIV aTTO TN XPron. Mnv
XPNOIUOTTOIEITE TTOTE KAAWDIA TTOU PaivovTal payiouEVa, GOapuéva 1 KATECTPAUPEVO
ME OTTOIOVONTIOTE TPOTTO.

6.5.2 MPOZOXH:

A ATTOQUYETE TNV €KXuon uypwv oTo KaAwdio ¢opTiong USB. Edv 1o kaAwdio @épTiong
BuBioTei o€ uypPO 1 €xel XuBei uypd TTAVW TOU, ATTOCUVOEDTE TO KAl ETTIOCTPEYTE TO yIA
ETTIOKEUN.

A To emitTedo POPTIONG TNG YUTTATAPIAG TTOU EP@AViCETAI OTN DIETTAQPN XPNOTN Eival
OKPIBEG HOVO €AV Ol UTTATAPIEG BPICKOVTAI O KAVOVIKA KATACTAOT AEITOUPYIAG.

A O1 @BapUEVES I EAATTWUATIKEG UTTATAPIEG UTTOPOUV VA PEIWOOUV CNPAVTIKA TV
XWPENTIKOTATA TNG PMTTATAPIAG 1) TOV XPOVO AEIToupyiag.

A MHN xpnoidoTToIEiTE TO YOPTIOTH €AV TO BPaXIOAI 1} TO KOAWDIO TOU POPTIOTA €ival
KateoTpaupéva. Eav 1o BpaxioAl ] To KOAwDIO €ival KATESTPAPUEVA, ATTOOUVOEDTE
QUECWGS TO POPTIOTH.

A MHN @opriete TN cuokeun atmd TTOAUTTPICA.
A MHN atroouvapuOAOYEITE 1) TIPOCTTOBEITE VA ETTIOKEUACETE TO KAAWDSIO TOU POPTIOTH.

A MHN TtpafdaTe TO KOAWDIO TOU POPTIOTH.

Katd 10 XEIpIoPO Tou KaAwdiou Tou QOPTIOTA:

A MHN kKataoTpéQeTe, OTTATE, TTAPARIACETE, AUyileTe e dUvan, OTPIRETE  TPABATE TO
KAAwWJIO TOU QOPTIOTH.

A MHN TUAiyeTE TO KOAWDIO TOU YOPTIOTH o€ déoun Kal MHN TO TOIPTTATE.

A MHN T10 TOTTOBETEITE KATW ATTO BAPIG AVTIKEIYEVA.
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6.6 EmegAynon LED

(®
[MAGyia 6wn BpaxioAiou
Auyvia LED Morio KardoTtaon
Mpdaoivo (A) AvaBooBrvel doépTIoN BpaxIoAioU

To BpaxioAl sival TTAApwG @opTIouEVO (dTaV

Mpdoivo (A) Evepyotroinpuévo BPIOKETAI GTO POPTIOTA)

Mpdaivo (A) AtrevepyoTtroinuévo | To BpaxioAl dev gival 0TO QOPTIOTH
MopToKaAi AvaBooBrvel yia 5 | To BpaxioAl Eekiva ouvdeon Bluetooth Low
(B) OEUTEPOAETTTA Energy

MopToKaAi Avappuévo yia 5 To BpaxIOAl gival ouvoedEPEVO E Eva

(B) OEUTEPOAETTTA smartphone

MrtrAe (C) EvepyoTtroinuévo To BpaxIOAl ekTeAei uETpnon

Emeénynon LED

Otav n ymmarapia Tou BpaxioAiou TTANCIAZEI 0TO TEAOG TNG AUTOVOWIOG TNG, 0 A0BEVAG Kal O
emayyeApaTiag uyeiag Ba AaBouv pia 1dotroinon HECW TNG £QAPPOYNG YIa KIvnTd (OTav
atropével 20% kal 10% Tng prratapiag). To eTiTTedo TNG PITaTapiag ep@avifeTal miong
oTnVv d1adIKTUAKN TTUAN, CUPTTEPIAQNBAVONEVOU TOU CUVAYEPHOU XauNAOU ETTITTEOOU.

6.7 KaBapiopog kail atroAvpavon

To BpaxioAl CardioWatch 287-2 kai 1o kaAwdio @opTiong USB ptropouv va
ETTAVAYPNOIMOTTOINBOUV Kal JTTOPOUV VA XPNOIUOTTOINBoUV yia TTEPICCOTEPOUG aTTd £vav
000EeVEiG.

O paupog 1pavrag Bewpeital yia xprion ato évav Jovo aoBevi (yia Tn SIGPKEIA TNG
TTEPIOOOU TTAPAKOAOUBNONG) KAl TTPETTEI VA ATTOPPITITETAI OTA KAIVIKG aTTOBANTA 1)
oUPeWVA PE TIG TOTTIKEG 0ONYIEG KAI KAVOVIOUOUG OTO TEAOG TNG TTEPIODOU
TTapakoAouBnong Tou aocBevoug.

O utAe 1pavrag oiAikdévng Bewpeital ETTavaxpnolUoTTOINCIKNOG KAl ITTOPET va
XPNOIMOTTOINBE yIa TTEPICOOTEPOUG ATTO £vaV A0BEVEIG HETA TOV KABAPIOWO.

Katd Tn xprion atro Tov acBevi, ol XprioTeg (a0BEeVEIG KAl ETTAYYEAPATIEG UYEIQG) TTPETTEI VO
eAEyxouv TOKTIKA TNV KaTtdoTtaon Tou BpaxioAiou CardioWatch 287-2, Tou kaAwdiou
@opTiIong USB kal Tou 1ydvTta Kal va Ta kaBapiouv kai/f) va Ta atmroAupaivouv 61Twg
aTaiTeiTal.

Mpiv atrd Tov KaBapIoPo/atroAUpavon, ATTOCUVOEDTE TOV INAVTA ATTO TO BPaxXIOA Kal
agaipéoTe TO KOAWDIO PopTIong USB.
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MNa va KaBapioeTe TOV INAVTA, XPNOIKMOTTOINOTE éva TTavi XwpPig Xvoudia, BPeyHEVO Pe Ce0Td
VEPO KAl UTTOOAAEPYIKO OATTOUVI. 2TEYVWOTE JE VA HAAAKO TTAViI.

MNa va kaBapioeTe Kal va atTOAUPAVETE TO BpaxIOAl kal To KaAwdio eopTions USB,
XPNOIMOTTOINOTE éva HavTNAAdKI KaBapIoPoU Kal aTToAUPavVOoNG TTOU CUVIOTA O YIATPOG 0aG,
KAatdAANAo yia kaBapioud kal ammoAuuavon Low Level 1aTpikwyv OUOKEUWY. ZUUBOUAEUTEITE
TIG 00NnYieg OTA ETMAEYPEVA HaVTNAAKIA KOBAPIOUOU Kal aTTOAUUAVONG YIA TN OWOTH)
pMeBodoAoYia.

AUTA Ta ETTAVOXPENOCIKOTTOIOUKEVA EEAPTANATA UTTOPOUV Va KaBapioTouv Kal va
atmmoAupavBouv avd TTaca oTiyu atmd Tov acBevr 1) Tov 1aTpo Kal TTPETTE va KaBapilovTail
Kl va aTToAupaivovTal cuoTnuaTikd oTto TEAOG KABe TTepIddou TTapakoAoubnong Tou
aoBgvoug Kai TTpIv EmMOoTPa@ouv oTnv Corsano yia ETTIOKEUN.

2. € TTePITTwon PoAuvong atod aipa i uypd, KabapioTe Kal ATTOAUUAVETE QUECWG.

2nueiwon: o kaBapiopdg Kal n atroAUpavon Tou BPaxIOAIOU £X0UV ETTIKUPWOET PE TN
xprion Twv mpoidviwy Wip’Anios Excel, Cidalkan, CaviWipes Bleach, Sani Cloth Bleach,
Sani Cloth AF3 kai Super Sani Cloth.

AKoAoUBNOTE TIG 0BNYIES XPNONG TWV MAVTNAIWV.

MapdAo tTou dev TTapatnPABNKE unxavikr r} oTrmikr BAGRN katd T diIdPKEIQ AUTAS TNG
EMKUpwonNg, n Corsano Health dev utropei va eyyunBei Tnv atrouaia moOavAg
MOKpOXPOVIOG BAGBNG OTN CUCKEUN TTOU TTPOKUTITEI ATTO TNV TTAVEIANUEVN €KBEON O€
TTaPAYOVTEG ATTOAUMAVONG.

2UVIOTATAI OTOUG XPHOTES VA a@aIpOUV TUXOV OPATA UTTOAEIPATA HETA TNV ATTOAUPAVON
Yl TNV EAAXIOTOTTOINCN TNG TTAPATETAUEVNG ETTAPAG ME I0XUPOUG XNMIKOUG TTOPAYOVTEG,
Kal va €TTIBEWPOUV TTEPIOdIKA TOUG dIA@AVEIG OTITIKOUG QaKoUG aToV OTTicBio aiobnTtripa,
va BIaKOTITOUV TN XPron Kal va ETTIKOIVWVOUV PE TNV uttooTrpién TG Corsano Health eav
TTapaTNENOOUV pwyHES i aTTWAEIa dIAPAVEIQG.

H xprion otmmoiwvOATTOTE AAAWY PavTNAIWY KABapIoPoU Kal aTTOAUPAvVONG TTPETTEN TTPWTA
va OOKIJAOTEN Kal va ETTIKUPWOEI UTTO TNV €uBUVN TOU ETTAYYEAUATIO UYEIQG.

' MnV oTTOOTEIPWVETE HE AUTOKAEIOTO 1 ME GAAO TPOTTO TN POPNTF GUCKEUN 1

oTToI00ATTOTE HEPOG TOU cuoTruaTtog CardioWatch 287-2.

MeTa TOV KABaPIoPO Kal TRV aTToOAUAvVoT™, EAEYETE OTITIKG TO BPaxIOAl Kal TO KAAWdIO
yia TuXOV NUIEG KAl NV T XPNOIMOTIOIEITE O€ TTEPITITWON {NUIAG.
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7 XPHZH TOY BPAXIOAIOY 2A> ME THN E®GAPMOIH
CORSANO

7.1 KarefdoTe Kal eyKATAOTAOTE TV £@appoyn Corsano oto smartphone cag.

# Download on the » GETITON
S App Store Google Play

7.2 MpwTn Xpnon — Eyypaen
7.2.1 Eyypaon péow e-mail

»n *n . i e - om
- < pack < dac Sign Up Corsano ©

Corsano ©
Corsano © Corsano ©
i 4, John Doe. Your account has been
n' AN e the CO0® recened Dar emal to

The G roquires 3 C: continue
acelet Mease proceed recesed
oo SO o R s g New Patient Registration

Deate pross the buttan betom a ®

Ploase have your O or Voucher Code resdy 1o a
G i
o -
O

B e
=
Existing Account @RI
e e « TS
O a8 rew CardloWatch Braceiet, ploase press
o 7 Unter Voucher Code Marvaby | agree 10 e ( Resend emu confirmat on
=TT — e ERR——

EmiAéére «lMpwrn EmiAéére «Eyypapn ue pdwre To 6voua, T0 Opiare évav KwoIKO
Eyypapn» email» ETWVUUO Kail TN 01EVBuvan  TpPoOaBacng Kai Tov KwoIKO
email oag. ATTodexTEITE mou AdBare yéow email.
rou¢ Opouc¢ Xpnang kai 2T OUVEXEIA, TTATHOTE
thv [oAiTiky AtropprTou «Anuioupyia
Aoyapiacuou»
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7.2.2 Eyypagn péow KwdIKO KouTtroviou

Edv €xete AABel KWBIKO KOUTTOVIOU, UTTOPEITE VO EYYPAPEITE €ITE EI0GYOVTAG XEIPOKiVNTA
TOV KWOIKO, €iTE TOpWVOVTAG ToV avTioTolxo KwdIké QR. Na va 0AOKANpWoETE TNV
EYYpa®r, dnuUIoupynoTe évav KWOIKO TTPOCRACNS CUPTTANPWVOVTAG TA ATTAITOUUEVA

Tredia.
€ Back < Sgnup Sign Up
Corsano ©
Corsano & Corsano ©
Corsano ©

Getting Started
The Corsano Appicaton requres s Cardowatch
S Pt e T e et o New Patient Registration Voudher Cos cisrion

mﬂum"mm Pioase have your OR of Vouchar Code resdy to SSASEORE VAT CONE MR [r—
Tut Vide _:,1, ® ZWNSUIEC @ ¥ ZWNAUEC
o * The Voucher Code is valid
8 @

EieingAccun
-mmsmmn:«mnm 6 ®
R — 2
[ — = <

Koep me updated on
— _— —_— _—

EmiAé€te «MpwTn EmAéére «Eyypapn  2apwaTe 1oV KWOIKO EmBeBaiware Tov Anuioupynore évav

Eyypapn» ue QR Codex» QR KwOIKO KOUTTOVIOU KwOIKO TTpoaBaong

7.3 XZuvdebeite

MOAIG dnuioupynoeTe Evav Aoyapiaouo XproTn, HTTOPEITE va ouvOEeBEiTE OTNV EQAPUOYN.

1333 o - - -
Corsano O < Back Getting Started £ Getiing Started  Signin £ Getting Started ~ Signin
Corsano &
Getting Started 8
o Contomench Corsano © Corsano @
Bracelet. Please proceed If you have recewed your
bracelet. 1 this is the frst teme you wit register, Signin
please press the button below
1 you have an existing account, please press the
First Timo Registration Button below.
oo S
Existing Account ogin with Email
 you want 10 access an existing Corsano Account - -
o pair 3 new CardloWatch Bracelet, please pross
the button below 8 [ 8 ®
Forgot Password? Forgot Password?
Don't hawe an account*Sign Up Don't have an account? Sign Up
Cannot Sign In? Email support Cannot Sign in? Email support
Cannot Sign In? Email suppert
_— —_——— S _—
EmAéére « Exw EmiAéére «Z0vOeon e 1* Eioayayete ToV KWOIKO 2* Eicayayere T
Aoyapiacud» KwOIKO KouTTovIoU» KouTrovioU Kai ToV KwWOIKO oIeUBuvan email kai Tov
«20vdeon e email» TPOaLRacns av EXETE KwoIKO TpoéaoBaang, eav
EMmAEEel «ZUvOEDT LIE Exete emINéEel «ZUvOEDN LE
KWOIKO KOUTTOVIOU» email»
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7.4 X0Ceuln Tou BpaxioAiou cag

Katd tnv TpwTn ouvdeon, Ba {nTnBei atrd Tov xpAoTn va cuvdEael Eva BPaxIoAl.
AkoAouBnoTe TIG 0dNYiEG:

{LE - TED 151 @

Corsano ©

A bracelet has been found!
Please remove the charger

Please connect the charger
to the bracelet
¥V =
@
- Temperature p.... a
EmiAé€Te TN ouokeun 2UVOEDTE TO QOPTIOTH KAl [Nepiuévere péxpl n Agaipéate 10 KaAwdIO
287-2 a6 n Aiota marnore « Evapén EQApLOYN va EVTIOTTIOEI TO QOpTIONS yia va
ouleuéncy BpaxioAi oAokAnpwaerte n ouleuén

7.5 BeAtmioTtotroinon @0opdg

MeTd Tn oUCeuén, Ba {nTNOci atrd TOoV XPHOoTN va OAOKANPpwWOEl TN AsIToupyia
«BeATioTOTTOINON PBOPGEGY.

To BpaxioAl CardioWatch 287-2 mrpétrel va ToTmo8eTnNOci 0TOV KOAPTTO, TTEPITTOU 2,5 CmM
TTédvw atro T0 00TO TOU KAPTToU (UakpI& aTTd TO XEPI).

AuTO e€ao@ahiel 6T To BpaxIOAl dev Ba KiveiTal TTOAU éTav XpnoIUOTToIETE Ta Xépia oag. H
TTAEUpd avixveuong Tou BpaxioAiou CardioWatch 287-2 trpérrel va To1mo0eTNnO¢i o€ dueon
ETTA@N PE 1O dépUa, oTnv Avw TTAeUpd Tou Kaptrou. O 1pavrag CardioWatch 287-2 trpétrel
va gival o@IXTOG, AAAG OXI TTOAU OQIXTOG — APKETA OQPIXTOG WOTE VA EEA0PAAilel OTI TO
BpaxioAl épxeTal o€ oTaBEPN ETTAQPN UE TO OEPUA OAG.

H epappoyr 6a oag ¢ntioel autouaTa va ekTEAECETE pIa BeATIOTOTTOINON PBOPAES OTAV
gival atrapaitnTo.

Mrtropeite eTTiong va EekIVAOETE pia BEATIOTOTTOINON PBOPAG avd TTAoa OTIYUR, AvoiyovTag
TO KUPIO PEVOU Kal eTTIAéyovTag «BeATIoTOTTOINON 9BOPAGY.
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I | e e
O

Positioning Remain still for 1 minute.

.........

2cm GAP /1 Finger e e
090 09090
e & @& L o
| | ‘ , \
PuBuiote 10 TTPOQIA Obnyieg Odnyieg yia 1y 6éon Aiaquopewon os Mnhvuua kardgoraong
oac TOTT00ETNONS TOU OWUATOC €EAIEN BeAriororroinong
BpaxioAiou

Edv n BeATioToTToinON TNG XPriONG aTTOoTUXEl, Ba EP@avIoTE éva yvupa 1Tou Ba {nTd aTtro
Tov acBevr) va emravaAdpel Tn diadikacia kal Ba TTapéxel odnyieg yia TIG ATTapaAiTNTESG
O10POWTIKEG EVEPYEIEG.

7.6 PuBpiocig epappoyng Corsano (Asitoupyia aoBevi)

MNa va atroktioete Tpdoacn oTo Pevou Pubpuiocelg, TTaTAOTE TO €IKOVIBIO OTNV ETTAVW
apIOTEPA YWwVia TNG EQAPUOYNG.

2€ AUTO TO PEVOU, UTTOPEITE Va OEITE TTANPOPOPIEG OXETIKA UE TNV EQAPUOYN KAl TN
OUOKEUN.

MTropeiTe €TTIONG va aTTOKTAOETE TIPOCRACN KAl VA EVANEPWOETE TA OEDOUEVA TOU TTPOPIA
oag, €av gival amapaitnTo. O1 akpiBeig TTANPOPOPIES TTPOPIA gival aTTapaiTNTES yia TNV
€€ao@ANIoN agIOTTIOTWY PETPAOEWV.

287-28 < # PHO
B oo v 7 (B Mattvas Boidt

0@@@ Your height

D) Battery
Yoar of Birth
@ YourAopisup todate . Unit

»
Skin Type, Fit: rick il
a Your Bracelet is up to date S, PR Q}

Hair Density, Moderate v
- Your BP Cuff is up to date

£ Third party apps

Q Notifications
—
Karaoraon spapuoyng Kai BpayioAiou PuBuioeic mpopiA
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7.7 AvTipeTWTTION TTPORANHATWY OUVOEONG

Bluetooth

Edv xaB¢i n ouvdeon peTagu Tou

BpaxioAlou Kai TG EQapuoynig, Ba
EMPAVIOTEI EVA KOKKIVO «X»:

o[ e

AkoAouBnoTe TIG 0dnyYiEG:

1.

6.

BeBaiwbeite 0TI TO TNAEQWVO
0QaG BPIOKETAI OE KOVTIVA
aTTOOTAON

EAEyETe €dv TO POAGI gival
QOPTIOPEVO

EAéyETe av To GPS cival
evepyotroinuévo (yia Android)
KAgioTe TNV €@apuoyr oTo
TNAEQWVO 00G
ATTEVEPYOTTOINOTE KAl
EVEPYOTTOINOTE LAVA TO
Bluetooth Tou TnAepwvou cag
AvoiéTte Eava TNV e@apuoyn

Edv autd Ta Bripata dev odriynoav o€
ETTAVAOUVOEDN, TTPOXWPNOTE WG €ENG:

1.

2.
3.

KAgioTe TO TNAEQWVO 0ag (Unv TO
ETTAVEKKIVAOETE, KAEIOTE TO
EVTEAWG KOl EVEPYOTTOINOTE TO
¢ava). Auto Ba eTTavagEpel
TTARPWG TO0 cuoTnua Bluetooth
OoT0 TNAEPWVO

EtravekkivioTe TO TNRAEQWVO 00G
AvoiéTte Eava TNV eQapuoyn

Edv kavéva atrd 1a Tapatmdvw dgv
¢Auoe 10 TTPOBANUA, Ba TTpéTTel va
ETTAVAOUVOEDETE TO BpaxIOAl oag:

1.

MeTaBeite oTIg puBUicEIG TOU
poAoyiou:
Katdpynon/KaBapiopdg Tralaidg
ougeugng

. MetaBeite oTig pubpioeig

Bluetooth, Bpeite 287-1B, 287-2
> KavTte KAIK 0TnVv €1TIAOYNA

Cloud

Edv xaB¢i n ouvdeon peTagu mng
€QapuOyYng Kal Tou cloud, Ba ep@avioTEi
€va KOKKIVO «X»:

0

0-e-=

AkoAouBnoTe TIG 0dnyieg:

1.

BeBaiwbeite 0TI TO TNAEQUIVO
0aG €ival ouvdedEUEVO OTO
dl1adikTuo

KAgioTe TNV epapuoyni oTo
TNAEQWVO 0aG
ATTEVEPYOTTOINOTE KOl
gvepyoTroinoTe Eava Tn
AgIToupyia TTTHONG TOU
TNAEQPUWVOU 0OG

4. Avoigte Eava Tnv epapuoyn

Edv autd ta BripaTa dev odriynocav o€
ETTAVOOUVOEDT, TTPOXWPAOTE WG EENG:

1.

2.
3.

KAgioTe 10 TNAEQWVO 0aG (UNV TO
ETTAVEKKIVAOETE, KAEIOTE TO
EVTEAWG KAl EVEPYOTTIOINOTE TO
¢ava). Auto Ba eTTavoEpel
TTARPWG TO TNAEPWVO 0ag
EtravekkiviioTe 10 TNAEQWVO 0OG
Avoi¢te ava Tnv epapuoyn

Eav kavéva atro 1a rapatmdvw dgv
¢Auoe 10 TTPOBANUA, Ba TTpéTTel va
atroouvoelBeiTe Kal va ouvdeBeiTe Eava
oTo cloud:

1.

2.

i

MeTaBeiTe OTIG pUBUICEIG TTPOPIA
Kal aTToouvoEDEiTe

KAgioTe avaykaoTIKa TV
eQapuoyn oTo TNAEQWVO 0ag
Avoitte Eava Tnv epapuoyn
Eicayayete T0 Gvopa XxprioTn Kai
TOV KWAIKO TTpOoRaong
AkoAouBnoTe TIG 0dnyieg
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Corsano C}

«ATTOOUVOEDTE TN OUOKEUR»

3. KAegioTe TNV €Qapuoyn 010
TNAEQWVO 0aG

4. Avoiéte Eava TNV eQapuoyn

5. TMatAoTe 10 (+) p€OQ OTO €IKOVIDIO
TOU poAoyIoU oTnv eTTévw OgId
ywvia

6. AkoAouBnaoTe TIG 0dnyieg
ougeugng
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8 E=QTEPIKEZ 2Y2KEYEX>

[MpokKeIuévou va TTapEXOVTAl CUPTTANPWHATIKEG TTAPAUETPOI A0BEVWY OTO CUCTNNO
Corsano, £xouv eTTIAEYEI KAl ETTIKUPWOEI 01 AKOAOUBEG ECWTEPIKEG OUOKEUEG TPITWV
KATAOKEUAOTWY YIa oUvdean Ue Tnv epapuoyr Corsano Patient.

Mpoiév Eraipgia / Ovopa mpoiévrog

OepudUETPO OepudueTpo ouvexoug TTapakoAouBnong Vivalink Fever
Scout

Mn emrepBatikh pétpnon Transtek TMB-2084-A

apTNPIOKAG TTiEONC Transtek BB2284-AE01

Zuyaplid Bapouc Transtek GBS-2012-B

2TIPOUETPO MIR Spirobank G

EéwrepIkéEC OUOKEUES

O1 eCWTEPIKEG OUOKEUEG TTAPEXOUV TOOO OUVEXEIGC UETPAOEIG TNG BEPPOKPATIAg TNG
MOOXAGANG 600 Kal ONUEIAKES (OIOAEITTOUCEG) HETPNOEIG TNG KN ETTEUPRATIKAS OPTNPIAKAS
TTiEoNG, Tou BAPOUG KAl TNG TIVEUPOVIKAG AEITOUPYIAG Kal OTTIPOUETPNONG.

AvatpéEte OoTIG 00NYiEG XPHONG TTOU TTAPEXOVTAI JE KABE £§WTEPIKI OUOKEUN. Ta
TTOPAKATW TTAPEXOUV HOVO CUVOTITIKEG TTANPOPOPIES, TTOU OXETICOVTAI PE TNV ECWTEPIKN
OUOKEUN Kal To cuoTnua Corsano. Agv TTpoopifovTal va avTIKATAOTIOOUV TIG 0dnYieg
XPNong TNG EEWTEPIKAG OUOKEUNG.

EmaAnBevuoTte cuoTnuatikd OTi 01 HETPHOEIG TTOU TTPAYUATOTTOIOUVTAI OTTO TIG EEWTEPIKEG
OUOKEUEG €ival OWOTEG Kal OTI BEV £XOUV TTPOKUWEI CUVAYEPUOI f TEXVIKA o@aApaTa. Eav
EMQAVIOTEI PAVUPA OQPAAPATOG OTN CUCKEUN TPITOU KATAOKEUAOTH], N METPNON TTPETTEI v
ETTavVaANQOEi.

8.1 AiodntRpag Beppokpaciag paocXaAng

H ouvexnc mapakoAouBnon Tng Ospuokpaciag g HaoxaAng UTropei va
TTPAYMATOTTOINGEI PE TOV EEWTEPIKO a10BNTHPa Bepuokpaciag paoXaAng Vivalink KAIVIKAG
TT0IOTNTAG, VA HAAAKO, POPETO BEPUOUETPO TTOU HETPA CUVEXWG TN BEpUOKpATia,
kataokeuaouévo atro Tnv Vivalink (FDA K162137), T0 0TT0i0 GUVOEETAI E TNV €QAPUOYN
Corsano ypnoigoTtrolwvtag TexvoAoyia Bluetooth péow evog API Tou TTapéxetal atrd tnv
Vivalink. Eav o aio0ntipag Bepuokpaciag Vivalink gival ouvdedepuévog, Ba petadidel
IATPIKA AKPIBEIC METPAOEIC TNG BEPUOKPATiag TNG JaoXAaANng otnv e@apuoyr Corsano, oTo
Cloud kai otnv MNMUAn aobevwv (Patient Portal).

MéBodog AioBnTipag Bepuokpaciag paoxaing
avixveuong (Vivalink Fever Scout)
Eupog 34°C €wg 43°C (93,2°F ¢wg 109,4°F)
pétpnong
N AvaAuon 0,1°C
o 5 AkpiBeia +/- 0,1 °C (+/- 0,18 °F)
A Emidoon ZUPuopewaon Pe To TTpéTUTTo ASTM
E1112
Vivalink, Fever Scout Hspiqéog 28 deuTepPOAETTTA
OepubuETPO TUVEXOU £vnusgw0ng
#gpgKoﬁouenm);g : Gedopévy

lMpodiaypapéc aiabnripa Bepuokpaaiac uacxains
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8.2 ApTnpIakn Trieon pE TEPIXEIPIdA

H TrapakoAoUBnaon NG apTnpIaKkng TTiECNG UTTOPEI va TTPAyuaTOTTOINOEI JE TO £EWTEPIKO
TMECOPETPO PETPNONG apTnplakng Trieong TMB-2084-A TTou KATOOKEUAZETAI ATTO TNV
Transtek (FDA K220676), o otroiog ouvdéeTal pe Tnv e@apuoyr Corsano pyéow
TeXvoAoyiag Bluetooth péow evdg API rou Trapéxetar atrd tnv Transtek. EGv 1o un
ETTEUPRATIKO TTIECOUETPO PETPNONG APTNPIAKAG TTiEONG €ival CUVOEDEUEVO, Ba PETODIOE
IATPIKA AKPIBEIC METPNOEIGC TNG apTNPIAKAG TTieong oTnv epapuoyn Corsano, oto Cloud kai
otnv MNUAn acBevwyv (Patient Portal).

H AeiIToupyia apTnpIaKAG TTEONS XWPIG TTEPIXEIPIOA XPNOIMOTTOIE £va JOVTEAO TEXVNTAG
vonuoouvng (Al) yia Tnv eKTipnon Twv CUCTOAIKWY Kal SIGCTOAIKWYV TIHWYV ATTO
XapakTnpIoTIKG Tou ofuartog PPG. MNapdyel TOavoTIKEG EKTINNOEIG, OXI AUETES
(PUOIOANOYIKEG HETPAOEIG, KAl OEV UTTOKABIOTA HIA ETTIKUPWHEVN METPNON UE TTEPIXEIPIOA YIA
o1ayvwon. To povtélo emKkupwOnKe aUp@wva e To podTtutro ISO 81060-2:2019. H
aKpipela evOEXeTal va PEIWBEI AOyw KAKAG TTOIGTNTAG CHPATOG, Kivnong, E0QaAPévng
TOTTOB£TNONG TNG CUOKEUNG, AppuBUiag i QUOIOAOYIKWY KATOOTACEWY EKTOG TOU
ETTIKUPWHEVOU EUPOUG.

To atrotéAeoua Tng Al TTpoopideTal va UTTOoTNPIEEL, OXI VO AVTIKATAOTAOEL, TRV KAIVIKN
Kpion. Evag e€eIdIkeuuévog eTTayyeApaTiag uyeiag Ba TTPETTEl va EAEYXEI TA ATTOTEAECUATA,
va eMIRERBAILOVEI uN EUAOYEG I KAIVIKG ONUAVTIKEG TIMEG JE PIA ETTIKUPWHEVN HEBODO
ava@opdg Kal va Tnpei Ta dlaoTHpaTa eTTavaBabuovounong TnG CUOKEUAG. Aev TTPETTEN va
BaoileoTe OTIG EKTIMAOEIG TNG APTNPIAKAG TTiEONG OTAV PIa eTTAVARABUOVOUNON €XEl
KaBuoTeproel A éTav utTdpxel £vOEIEn KakoU GAPATOG i Kivhong.

. EwTepikn Mepixeipida pérpnong
gﬂvﬁe\?fsg aptnplakng Trieong Transtek TMB-

X ne 2084-A ue TToOAUOYPO®IKA METPNON
EUpog SYS: 60 ~ 230 mmHg (8,0-30,7 kPa)
pETPNONG DIA: 40 ~ 130 mmHg (5,3-17,3 kPa)
AkpiBela Micon: £3 mmHg (5°C-40°C)

lMpodiaypa@éc un emeuBanikng uETPNonNs apTnPIAKAS meong

Transtek TMB-2084-A

lNepixeipida un emeuBariking
HETPNONS TNS APTNPIAKIIS TTIEDNS

8.3 XmpébueTpo

H pétpnon Tng ompopEéTPNONG Kal TNG TIVEUUOVIKNG AEITOUPYIag JTTopEi va
TTPAYMATOTTOINGEI XPNOIUOTTOIWVTAGS TO GUNPBaTO ommpdpeTpo MIR Spirobank G (K072979).
Mrtropei va ouvdeBei pe Tnv epappoyn Corsano xpnoigotrolwvtag Texvoloyia Bluetooth
Méow evog API TTou TTapéxetal atmd Tn MIR. H cuokeur Trpoopietal yia Xprion a1réd yiatpd
N a1rd aoBevi uTTO TNV KABodrynon emmayyeAuartia uyeiag. MpoopileTal yia Tn y€Tpnon g
TIVEUPOVIKNG AEITOUPYIAG KAl TNG OTTIPONETPNONG O€ aoBeveig OAWV TwWV NAIKIWY, EKTOG ATTO
Bpépn kai veoyvd. Eav 10 ommpoueTpo Spirobank Smart gival cuvdedeuévo, Ba pueTadidel
IATPIKA AKPIBEIC METPAOEIC OTTEIPOUETPNONG OTNV £@appoyr Corsano, oto Cloud kai otnv
MUAn aocBevwv (Patient Portal).
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"' MéBodog ESwTepikd MIR Spirobank pe
avixveuong AU@iIdpouUN WN@IoKN TOUpUTTiVa
MapdaueTpol FVC
FEV1
FEV6
PEF
o Avaloyia FEV1/FVC (TrpokUTTTEl Ao
- TIPONYOUUEVEC UETPNATEIC)
MIR Spirobank G EUpocg porg 0éwg10L
+/-16 L/s
AkpiBeia dykou +/-2,5% 1/ 0,05L
AkpiBeia pong +/-5,0% 0,20 L/s

[Mpodiaypaéc amTipouETPNONS

MapdaueTpog Akpifeia EUpog
FVvVC +/-2,5%n10,05L 0¢éwg10L
FEV1 +/-2,5% 1 0,05L 0¢éwg10L
FEV6 +/-2,5%n10,05L 0éwg10L
PEF +/-5,0% 0,20 L/s +/-16 L/s

lMpodiaypapéc arrédoons mapauETPWY OTTIPOLETPNONS

AvaykaoTik wTik XwpnTikétnTa (FVC)

H avaykaoTikr) ¢wTik xwpenTtikotnTa (FVC) gival 0 GyKog agpa TToU YTTOPEI VO EKTTVEUOTET
ME dUvaun PETG atrd TTAAPN €10TTVOr, HETPOUNEVOG o€ AiTpa. H FVC €ival n 1o Baoikn
METPNON OTIC OTTIPOPETPIKEG EEETATEIG.

AvaykaoTIKOG EKTTVEONEVOG OYKOG o€ 1 deutepOAetrTo (FEV1)

O FEV1 €ival o 6ykog aépa TToU PTTOPEI va EKTTVEUCTEI ue dUvaN OTO TTPWTO
OeuTEPOAETTTO, PETA atrd TTARPN eloTTvVOor. O1 péoeg TINEG yia Tov FEV1 o€ uyigig
avBpWTTOUG £CAPTWVTAI KUPIWG aTTd TO QUAO Kail TNV nAIKia. Tiuég petagu 80% kai 120%
NG MEONG TIMAG BewpouvTal QUOIOAOYIKES. O TIPOPAETTOPEVES PUOIONOYIKEG TIUEG VIO TOV
FEV1 p1ropouv va UTTOAOYIOTOUV Kal EapTWVTaAl 1T TNV NAIKiA, To QUAO, TO YOG, TO
CWHMATIKO BAPOG Kal TNV €BvIKOTNTA.

Avaloyia FEV1/FVC

To FEV1/FVC civai o Adyog Tou FEV1 1mpog 1o FVC. Z¢ uyigic evANKEG, auTdg 0 Adyog
TTpéTTel va gival TTepiTrou 70 —80% (peiwveTal Pe TNV NAIKIA). Z€ aTTOQPAKTIKEG TTABAOEIG
(GoBua, XArT, xpovia Bpoyxitida, eypuonua) 1o FEV1 peiwverar Adyw tng auénuévng
avTioToong TWV agpaywywv otnv ektrvory. To FVC utropei etriong va peiwbei, Adyw Tou
TIPOWPOU KAEICIJATOG TWV AEPAYWYWYV KATA TNV EKTTVON], AAAG Ox1 oTnv idla avaloyia e
10 FEV1 (y1a rapddeiyua, 1600 10 FEV1 600 kai To FVC peiwvovTal, aAAd To TTpwTo
ETTNPEACETAI TTEPICCOTEPO AOYW TNG QUENUEVNG QVTIOTAONG TWV AEPAYWYWYV). AUTO odnyei
o€ peiwpévn TiPnA (<70%, ouxva ~45%). Z1IG TTEPIOPIOTIKESG TTABAOEIG (OTTWG N TIVEUHOVIKN
ivwon) téoo 10 FEV1 600 kail To FVC peiwvovTal avaAoyikd Kal n TIPA JTTopEi va givai
PUOIOAOYIKA i AKOMN KAl QUENUEVN WG ATTOTEAECHA TNG PEIWMEVNG TTVEUPOVIKAG
OUPHOPPWONG.

AvayKaoTIKOG EKTTVEONEVOG OYKOG o€ 6 deutepOAeTTTa (FEVG)
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To FEV6 cival 0 6yKoG a€pa TToU PTTOPEI VO EKTTVEUOTEI e dUVAN OTA TTPWTA 6
OeuTePOAETTTA, PYETA aTTd TTAAPN €l0TTVOr. ATTO aUuTéG TIG dUo TINES (FEV1 kai FEV6)
AauBdavoupue pia avaloyia, n oTToia aTTeIKOVICEl TTOOOG AEPAG aTTO AUTOV TTOU EKTTVEUOATE
KATA TN OIAPKEIa TwV £EI DEUTEPOAETTTWY EKTTVEUOTNKE KATA TN SIAPKEIQ TOU TTPWTOU
OeutepoAétrTou. To FEV1/FEV6 divetal wg To000Td Kal 600 uwnAdTEPO Eival TO

ATTOTEAEOHA, TOOO TO KAAUTEPO.

MéyioTn ektrveuoTikni pon (PEF)

H péyiotn ektrveuoTikr por| (PEF) givail n péyiotn pon (f) Taxdtnta) TTou emMITUYyXAveTal
KATA TN MEYIOTN QVAYKAOTIKI EKTTVON TTOU EEKIVA PE TTAAPN EI0TTVOI, METPOUNEVN OE AiTpa

ava AeTrto | o€ ANiTpa ava OEUTEPOAETTTO.

8.4 Zuyapid apoug

H TrapakoAouBnon tou Bapoug UTTopEi va TTpaypaTtoTToinBdei ue Tnv eEwTepikr (uyapid
GBS-2012-B mrou kataokeualetal atro tnv Transtek (FDA D1545656), n otroia ouvdécTai
ME TNV epappoyr Corsano xpnoigotrolwvTag texvoloyia Bluetooth péow evog API Tou
TTapéxetal ammd Tnv Transtek. EAv n {uyapid sival ouvdedepévn, Ba pueTadidel akpiBeic
METPROEISC BApoug oTnv epapuoyn Corsano, ato Cloud kai atnv MNMUAn aoBevwyv (Patient

Portal).

MéBodog
avixveuong

E¢wTtepikn Cuyapia Transtek GBS-2012-B

Eupog
pETPNONG

5 kg £€wg 200 kg/11 Ib éwg 440 Ib

AvdAuon

0,1kg/0,11b

AkpiBeia

Zuyapia Bapoug Transtek GBS-
2012-B

‘Ewg 50 kg +/- 0,2 kg
51-100 kg +/- 0,3 kg

101-150 kg +/- 0,4 kg
151-200 kg +/- 0,5 kg

lMpodiaypagés Cuyapiag
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9 OOONEZ EGAPMOIMHX

A6 TrpoetAoyn, N epapuoyry Corsano o€ AsiToupyia aoBevoug dev epgavidel
TTANPOPOPIEG.

2. € OUYKEKPIPEVEG TTEPITITWOEIG, O YIATPOG OOG PNTTOPEI va aTToPacioel, ue BAon Tn
Beparreia, OTI N EQaApPOY 0ag TTPETTEI VA PPaviel TTANPOPOPIES TAONG, YIa TTAPAdEIYUa
TTANPOYOpPIEC ApacTnNPIOTNTAG (ETTITTEDA Kivnong Kal BAMATA), TTPOKEIJEVOU VO 0OG
evBappuvel va €ioTe 0 dpaCTAPIOL.

OAeg o1 TAnpo@opieg TTou eppavi¢ovral otnv e@apuoyr aocBevr (Patient) dev
TTpoopifovTal yia dlayvwaoTIKA XpAon.

O y1atpog 0ag PTTOPEi va TTIAECEL:

2uxvotnTa oguyuou (PR)

Kopeopo oguydvou (Sp02)

O¢epuokpacia (TEMP / aTemp)
HAekTpokapdioypaenua (ECG)

ApaoTtnpiotnta (MOTION / STEPS)

Pubuog avarrvorig (RR)

Mn etrepBaTiki péTpnon aptnplakng Tieong (NIBP)
Zmpouétpnon (SPIRO)

Bdapog (Weight)

A O1 TTANpOPOpIEG TTOU 0AG TTAPEXOVTAI £XOUV WG OKOTTO VA TTPOCPEPOUV HedOMEVA

Tdoewv TToU Ba BonBrioouv Tov 1aTPO 0ag va oag TTapakivioel. O 1aTpog oag
atro@acilel Toleg TTANpoYopieg Ba cag eugavicovTal ue Baon Tn Beparreia.

Tétola TTapadeiypaTta utropei va epIAapBdavouy:

ApacTtnpidtnTa (BAMATA) YIa VO 0OG TTAPOKIVIOEl VO KIVNBEITE ETTAPKWG

MapakoAouBbnon TG Bepuokpaaoiag Kal AWn @apUdakwy oUWV JE TIG 0dNYieg Tou
IATPOU O€ TTEPITITWON TTUPETOU

Aedopéva Pn ETTEPPATIKWV PETPAOEWV TNG APTNPIOKAG TTIEONG YIA va dIACPANOTEI OTI:
o EXETE TTPAYUATOTIOINCEI CWOTA TIG UETPNOEIG
O EXETE TTAPEI TA PAPUAKA CUPPWVA HUE TIG 0dNYiEG TOU 1ATPOU

H ommipopétpnon Teivel va 0ag TTAPAKIVACEI va aOKNOEITE WOTE VA AUEHOETE TV
TIVEUMOVIKI 00G IKAVOTNTA

2UxvOTNTA CPUYHOU YIO VO OAG TTAPAKIVIOEl VO QOKNOEITE WOTE VA AUEHOETE TN
ouxvoTNTa OQUYHOU (Kauaon AITToug)

To TapakdTw oXANG TTAPOUCIALEl JIa GUVOTITIKA €IKOVA TwV O1aB£aIuwy 00ovwV TNG
Neiroupyiag AoBeviy:
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Corsano C}

10 EktéAeon ECG
10.1 Mérpnon ECG

MNa va kataypawete éva ECG, EekivijoTe TN p€TpNon ato Tnv 080vn Tou TTivaka EAEyXoU

Kal akoAouBnoTe Ta BAaTA.

Mrtropeite va TTapakoAouBroeTe 10 BivTEo PE TIG 0ONYiEG OTO WwWw.COrsano.com,

Y1ooTtApIgn/Odnyog yia apxr /Bivieo pye odnyieg:

https://corsano.com/knowledge-base/movies/

2T0 uevou Tou Ka®biote o€ uia lNarnore «Start»

mivaka eAEyxou,

KapékAa e Ta xépia (Evapén).

marnore «START oag mavw oe éva .

ECG TPatédl. Ko arnore 10
MEASUREMENT» o peTaMik6 mmAaioio
(Evapén uétpnane EAéyére 611 n BEan  TOU BpaxioAioy e Ta

ECG). ToU BpaxioAiou givar  &dxTuAa Tou GAAou
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n idia pe autn mou
EXETE €I0AYEl OTIC
pubuiceig NG
gpapuoyng. (Acite
TNV evotnta
AVTIUETWTTION
mpoBAnudrwv
ECG).

XEpiou aag. TNpémel
va ayyiéete 10
mAaioio, aAAG unv
médere duvard.

m _ o - -
- g ECG recording in progress.
“ .l"‘l ¥ ® Position your fingers Si.0n & Chae with your arm on a table. Stay |
ol | (W S, Gon't move of talk, 3nd try 10 relax.
o ECG preparation ok yous fngers on the ¥ rame of your o
“© bracelet until the recordng has finshed. ™ k
‘ﬂﬂ o "o we v .|,'. |
ol L
Welb Al
Normal sinus rhythm a0
M 02300
ww mw wm e e
M —
/ Bracelet is on the left wrist.
St on a chair with your arm on a table or e
Gown with your arm alongside your body. Stay. ) Pace ight hand fingers on the bracelet's
stil, don't move o talk, and try 1o relax. top frame /
¥ 70 bpm X Don't press hard on the bracelet
et
* Blec. .

. BLOOD PRESSURE © 1 .

D e
. T —
E i oo & e e S i ® L

—— T — T — T — "

Kabiore akivnrol,
UnNV KIVEIOTE, unv
HIAGTE,
mpoarradnore va
XaAapwoere. H
Uuikn évraon Utropei
Va TTPOKAAETE!
66puPo aro anua.

H eyypaqn diapkei
repitrou 40
OeutepOAeTTTA.

270 TEAOC TNS
Eyypaens, n
gpappoyn
emmeéepyaderal
uérpnon. Auro
UTTOPEI va OIQPKETEI
HEPIKG
oeurepdAeTTTa.
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10.2 AvrigeTwTrion poBAnpdTwy pe To ECG

Edav avripetwTridete duokoAieg otn Aeitoupyia Tou ECG, AdBete uttdyn 11 akdAoubeg
OUOTAOEIG.

MpoéBAnua: Alakotri Tou ECG

Auon:
® Belaiwbeite OTI N CUOKEUN gival QOPTIOUEVN

® KpatioTte 10 BpaxidAl KOVTA 0TO TNAEQWVO TTOU eKTEAEI TNV €pappoyr Corsano
MpoBAnpa: ZedApa ECG

Auon:

® MeiveTe akivnTol, UNV KIVEIOTE, PNV MIAAGTE. AUTO UTTOPEI VO TTPOKAAEDEI
TTAPAPOPPWOEIG OTO ofjua Tou ECG.

® AtropakpuvBOeiTe atrd NAeKTpopayVNTIKEG TTAPEUBOAEG (NXEiQ, TNAEPWVA, AVIXVEUTEG
METAAWYV, ouokeuég NFC, acUppaTa QopTIOTEG K.ATT.)

® ATTOQUYETE TIG JUIKEG EVTAOEIC OTA XEPIA KAl TA XEPIA. AUTO UTTOPEI VO TTPOKAAETEI
«Bo6puBo» oto oAua ECG.

® Meivete pakpid atTd aveploTApes A aépa. Bpégte Ta ddxTUAG 0ag. O Enpdc aépag
MTTOPEI va EUTTOBICEI TNV OWOTH ETTAPA TWV NAEKTPODIWV.

MpdéBAnpa: To oRua ECG pou gival aveoTpappévo

Auon:
® dopdre 10 BpaxIiOAl oTov AdBog KapTrd. AAAETE TOV KaPTTd TToU QOPATE TO BPaxIOAI.
Kavte Eava mn yérpnon.

H emAéETE TOV OWOTO KOAPTTO OTIG pUBWICEIS TNG EQAPPOYAG. (ATTO TO TAUTTAG, TTATHOTE TO
€IKOVI®IO HEVOU OTNV ETTAVW APIOTEPN YwVid, JETAKIVNBEITE TTPOG Ta KATW OTO TTPOPIA
XPNOTN Kal ETTECEPYAOTEITE TN BE0N TOU KAPTTOU).
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10.3 AtroteAéocpara ECG

MNa va d¢ite Ta ammoteAéopata Twv Kataypagwv ECG:
e [latioTe oto TTapdbupo ECG, oTov TTivaka eAéyXou TnNG EQApPOYAG, Yia va
QTTOKTOETE TTIPOCRACN OTO ICTOPIKO TWV EYPPAPUV.
e [laTAOTE yia va MAEEETE TNV EyypaAPn OOG.

I

ECG History ECG measurement
80
& | Normal sinus rhythm
60 lu Normal sinus rhythm 24 Jul 2023 21:32
50 A 24 Jul 2023 21:32
40
P00 0530 1100 640 2210 l H . 70 bpm
Normal sinus rhythm
24 Jul 2023 21:32 1—-—'
@ 70 bpm @
Normal sinus rhythm
6 Jul 2023 16:28 25mmis 10 mmimV
@ 70 bpm \M/\A/\f{ Advanced Settings
¥ 69 bpm Invert
7o BLOOD PRESSURE ® 3 '
o Average SYS/DIA (mmHg) 99/62 | Normal sinus rhythm Exioed R 8
6 Jul 2023 16:12 F
140 Delete this measurement
=; - ” ‘ ":’ /VA/\ ‘li )
lMarnore oro mapdbupo ECG, EmiAéére Tnv eyypagn oag Mrropeire va mepinynbeire atnv
aTov TTivaka eAEyxou TnS TaTwvrag mavw Tng. Eyypan oupovriag mpog 1a aplioTERPE
EQApPUOYNGS, YIQ VA ATTOKTIOETE Kail Tpog Ta Oeéia.
P60 Bacn aTo IGTOPIKO TWV
EYYpapwy oag.
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ECG measurement

| Normal sinus rhythm
24 Jul 2023 21:32

W 70 bpm

25 mevs 10 mvmY
Advanced Settings
Enhance ()
Invert

Download PDF report

Delete this measurement

To kouutri «kEnhance» (BeAtiwon)

ETTITOETIEI TNV EUPAVITN TOU
QIATpapIouévou N un
QIATPapIouEVOU OHUATOC.

To kouuTri «AvTioTPOQN»
EMITPETTEI THV ELPAVION TOU
QVTECTPAUUEVOU OHUATOC.

ECG measurement

.| Normal sinus rhythm
24 Jul 2023 21:32

@ 70 bom

Advanced Settings

Enhance

Invert

Download PDF report

Delete this measurement

Corsano C}

ECG measurement

Normal sinus rhythm
24 Jul 2023 21:32

@ 70 bpm

25 mmis 10 mavmy
Advanced Settings
Enhance . @)
oot O

Download PDF report

Delete this measurement

Mn @iATpapiouévo onua.
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ECG measurement Close Corsano © ECG Analysis Report
; Patentinfo______________JRecordinginio_______|
Normal sinus rhythm

Patient ID D e AR ROV Start ime 20250401 23.00.04
Year of birth - Endtime 230045
Age 25y Duration a1

.mbpm Device ID None

24 Jul 2023 21:32

ZHme 10 mavmy Pause

Advanced Settings
Enhance [ @
Invert
Download PDF report 355.::' :x::'
Delete this measurement ‘L:;:':-:\\’/r': ;éré:ssx:
 Avial fbrilaton / Flatler | ST Segmentchanges _________]
pri- - - Mk 87 stovtn
Longest AFib . s‘rueprmm
Fastest AFib - Maximum ST depression
Mrropeite va diaypdyere 1 lNapéxeral TANPNS avapopd.
HeTpnon marwvras «diaypagn lNapayerar aré évav aAydpibuo ECG Baaoiouévo os Cloud ue
aumns e HErpnons». marormoinan CE MDR.
Mrropeite va e€aydyere uia
avagopd o€ popen PDF
marwvrag «\qyn avapopdg
PDF».

10.4 Npocidotroinon ECG

AL H kartaypagry ECG dev ptropei va avixveloel Kapdiakéc TTPooBoAéC. EQv epgavioeTe
0&£Q CUUTTTWMOTA, KAAEDTE TIG UTTNPETIEG EKTAKTNG aAvAYKNG.

A% MHN mrpaypaToTroieite kataypagri ECG KovTd o€ 10Xupd NAEKTpopayvNTIKA TTedia
(avixveuTtég peTdAAwyv, cuoTtApaTa NFC, acUppaTta QopTIoTEG).

A% MHN trpayparotoisite kataypagr ECG katd Tn didpkeia 1atpikAg diadikaaioc (MR,
d1aBeppia, KauTnPIAoUOG).

A% MHN T0 XpNOIMOTTOIEITE VIA TN SIAYVWON KAPSIOKWY TTPOBANUATWY, KAPSIOKWY
TTaBAOEWV 1 YEVIKA TTABRCEWY TToU OXeTICovTal PE TNV Kapdid.

A% MHN oAAGZETE TN QAPUAKEUTIKR 0OC aywyr XWPIS VO CUUBOUAEUTEITE TOV OIKOYEVEIAKO
0agG yIaTpo.
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. TUPBOUAEUTEITE TOV OIKOYEVEIOKO 0OC YVIATPS €AV O KAPBIAKOS GOC PUBUOCS O
KatdoTaon npepiag gival xaunAoTepog atréd 50 ) uwnAoTepog atrd 150 TaApoug ava
AeTTTO.

10.5 Mpo@uAdgeig oxeTika pe To ECG

&H TTapoudia KOATTIKAG papuapuyAs (AF) ota amroteAéopata Tou ECG ocag ptropei
va aVTITTIPOOWTTEUEI HOvo TTIBava eupripata. EAv €XeTE CUPTITWHOTA 1) AVNOUXIEG,
ETTIKOIVWVAOTE JE TOV OIKOYEVEIOKO 0OG YIATPO. EAv TTIOTEVUETE OTI AVTIMETWTTICETE
IATPIKA EKTAKTN AVAYKN, ETTIKOIVWVAOTE PE TIG UTTNPETIEG EKTAKTNG AVAYKNG.

&To o@aAua otnv kataypa@r Tou ECG ptropei va ogeiletal o€ uTTEPBOAIKS TEXVNTO
onua n 86pupo oto oAua, Adyw uttEPPOAIKAG Kivnong kKatd Tn dIdPKEIQ TNG
KATaypa®ng, KaKNG TOTTOBETNONG TNG OUCKEUNG 1 KOKAG ETTAPAG TV NAEKTPOdIWV.
2€ OTTAVIEG TTEPITITWOEIG, Ol XPIOTEG UTTOPEI VA £XOUV OPIOUEVEG QUOIOAOYIKEG
KATaOTAOEIG TTOU EUTTOdICOUV TN dnuioupyia kaAou orpartog ECG.

&To ouoTtnua CardioWatch 287-2 dev mrpoopiletal yia Bpépn ue BAPOS HIKPOTEPO
atrd 10 kg.

&To ouoTtnua CardioWatch 287-2 dev ptropei va epgavioel TaApoug BnuatodoTn.

&O KapdIakog pubpog atmd 1o ECG utroAoyiletal wg 0 oTpoyyUAOTToINKEVOG HECOG
0pog o€ d1IAoTNUA 30 DEUTEPOAETTTWV.

&MIG 1Tavon oto ECG 1rpoodiopideTal 6Tav n BaoikA ypauun otabepoTrolgital Kal Ogv
utTépxel Kopu®n R yia TepiocdTePO atTd 3 dEUTEPOAETTTA.

A To cuoTtnua CardioWatch 287-2 ptropei va JETPAOEI JETATOTTIOEIG TOU THIPATOG
ST:
e H avdAuon TTpayuatoTrolEiTal 0€ Pia JOvo atraywyn
e Agv UTTAPXOUV KPITAPIA AViXVEUONG TTOU VO UTTOPOUV va £TTIAEyoUV atrd Tov
XEIPIOTN
o O1 TTAnpoYopicsS eupaviCovtal avda eTTeicddIo
o O kapdIakOG puBPOS Kal N JETATOTTION ava@EPOVTal YIa KAOE eTTEI00dI0

&O XOUNAOG KapdIaKOG puBuOG UTTopEi va opeileTal o€ @apuaka. H TTpotrdévnon
aBANTWYV PTTopEE €TTIONG Va 0dnynoel o€ XapnASd Kapdiakd pubuo.

&O uYnAOG KapdIaKkOG pubudg PTTopEi va o@eileTal oe AOKNOTN, AyX0G, VEUPIKOTNTA,
a@uddaTwon ammd aAKoOA, Aoipwén, KOATTIKA papuapuyi A GAAN appubpia.

&OI gpunveieg Tou yivovtal atrd 1o cuotnua CardioWatch 287-2 eival miBava
eupnuarta kal 6V atroteAOUV TTANPN diIdyvwon Kapdlokwy TTabioswyv. O xprioTng
Oev TTPETTEl va epUNVEUEl TO ATTOTEAEOUATA OUTE va AauBdavel KAIVIKG péTpa pe Bdon
auTd. O xpAoTNG TTPETTEI TTPWTA VA CUMPBOUAEUTEN évav eEEIBIKEUPEVO ETTAYYEAUATIO
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uyeiag.

&To ovuoTtnua CardioWatch 287-2 trpoopiletal va fonBroel otnv Tagivéunon Tou
pubpoU Kal oTNV TTaPAaKoAoUBNoN avwpuaANiwy Kal dev TTPETTEI VA AvTIKOBIOTA TIG
TTapadooiakég HEBOBdOUG didyvwaong Kal Bepartreiag.
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10.6 Eidotroinon ECG

Otav cuvtayoypa@eital atrd Tov TTAPOXO UYEIOVOMIKNG TTEPIBaAYWNG, To BpaxioAl Corsano
TTOPAKOAOUBEI cuVEXWG TOV 0BV yia onNPAdIa KOATTIKAG JAPPOPUYNG XPNOIUOTIOIWVTOG
TOoV aAyopiBuo AF. O aAyopiBuog avaAuel diadoxikd TTapdBbupa TapakoAouBnong 90
OeuTEPOAETTTWY. EdQVv avixveuBei KOATTIKA papuapuyn o€ Tpia TTapdbupa Twyv 90
OeUTEPOAETTTWY €VTOG TTEPIGOOU 10 AeTTTWV, N £pappoyn Patient App dnuioupyei pia
eidotroinon ECG kai {nT1é a1rd Tov acbevr) va TpayuatoTtroioel pia uérpnon ECG.

1! Health Cafe 2 2) Patient wears 3) Patient takes ECG if prompted 4) ECG measurement 5) AF Report available
Provider Prescription Corsano Bracelet transmitted through patient  to HCP for review and
app to cloud-based system interpretation
- s -
ECG Alert : j  — R
Please perform an ECG Measurement * | * —
P> START ECG MEASUREMENT ,'1

® 85 pukse bom

lMNapakoAoubnon AF

H pétpnon ECG petadidetal péow tng e@apuoyng Patient App oto cuotnua tTou Bacidetal oTo cloud.
271N ouvéxela, pia avagopd AF kaBioTtartal diaB&aiun otn d1adIKTuaKr TTUAN yia EAEYXO Kal EpUNVEia
atrd ToV TTAPOXO UYEIOVOUIKNG TTEPIBaAWNG.

11 MH ENMEMBATIKH METPH2H TH> APTHPIAKHZ MIEZHZ

MNa va TTPayYPOTOTIOINCETE HETPROEIG UN ETTEURATIKAG APTNPIOKNG TTIECNG XWPIG TTEPIXEIPIOQ
atrd T0 OAUa oQuyuou, To cuoTnua Corsano CardioWatch 287-2 trpétrel mpwTta va
BaBuovounbei pe Eva pavoueTpo aptnpiaknig Tieong. H Corsano Trapéxel Eva eEwTEPIKO
MavoueTpo (FDA K220676) tTou ouvdéeTal e TV e@apuoyr Corsano yia Tn JETAd00N TWV
dedouévwy Babuovéunong.

11.1 ZuvdéoTe N Mepixelpida pETPNONG APTNPIOKNAG TTIEONG HE TNV EQAPHOYH
Corsano

AKOAOUBNOTE T BrPATA VIO VO CUVOECETE TNV ECWTEPIKNA TTEPIXEIPIOO HETPNONG APTNPIOKAS
Tieong pe TNV epapuoyn Corsano.
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Today Vv
Select your product
Bracelet charging in progress
Remaining time: 69 min. il 43% Available to pair 7
287-28B
Qe
* Not paired
0, 0,
57% 73% ) .
READINESS SLEEP $ 287-18B
DD
» Not palred
-
— Blood
ACTIVE CALORIES 20% D Battery Charging Pressure Cuff
monitor
HR VARIABILITY RESTING HR o Your App is up to date! a ® Not paired
Version 3.7 Build 8R
Nu. 38 @ 48 vpm
“116% (43) ¥ 6.7% (45) A ‘. Spirobank
Smart splrometer
'7(}' Bf&f‘iﬂ is upto date! L * Not paired
RESPIRATION TEMPERATURE
= & ~ P Vivalnk
CU ) o @ ) ‘ . N Q Notifications - Temperature p... n

2Tov mmivaka eAEyxou, ETTIAEETE TO Kavre kUAION TPO¢ Ta KATW YIA MNarnore «lepixeipida pérpnons
EIKOVIOIO LIEVOU 0TV ETAVW va QTAOETE OTHV ETTIAOYN apTNPIaKNAS TTIECNSCY
apIoTEPR ywvia «Alaxeipion CUOKEUWV»
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Let's pair your
cuff device

s

v Power the cuff (batteries
or cable)

BeBaiwbeite 611 n oUCKEUN
uETPNONG TTiEong givail
EVEPYOTTOINUEVN (UE UTTATAPIES 1
ue kaAwdio USB ouvoedeuévo ae
TNyn 100003800ia¢).

2TnVv £Qpapuoyn, marioTe
«Continuey.

Mnv marnoere 10 KoupTi
«START» ToU uetpntn
TEPIXEIPIOAC.

Corsano C}

Turn on pairing mode Cuff paired!

« Press and hold the START button
until the Bluetooth symbol
appears. You're ready to take a measurement.
& When the Bluetooth icon on the Device Identifier: 011AF31F53D3
cuff device appears, release the
button.

-

Eav n epapuoyn dsv ouvoebei, Orav n epapuoyn Corsano
TaTnoTe «AKUpwon» yia va evrorriaer Tnv lNepixeipida, 6a
aKUPWOETE T dladikaaia Eupavioel Tov avayvwpIoTIKO
ouleuénc kai dokiuaare éava. KwoIKo Tou BP Cuff.

BeBaiwbBeite 611 TPOKEITAI YIA T
OIKI) 0§ OUOKEUN, EAEyxOVTag
orTTIKA TOV apIBUd avayvwpions
ornv lMNepixeipida.

11.2 EkTeAéOTE pIa péTpnon Baduovopnong He Tnv Mepixeipida pérpnong

apPTNPIOKAG TTiEONG

AkoAoUBNOTE T BrATA VIO VO TTPAYHATOTTOINCETE YIa HETPNON Babpovounong e Jia
eEWTEPIKN TTEPIXEIPIOA PETPNONG APTNPIAKAG TTiEONG.

MTropEiTE va TTAPAKOAOUBNOETE TO BiVTEO PE TIG 0BNYIEG OTO WWW.COrsano.com,
Y1rooTtApiEn/Odnyodg yia apxn /Bivieo pe odnyieg:

https://corsano.com/knowledge-base/movies/
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'® BLOOD PRESSURE ®
“ Average SYSIDIA (mmhg) 10661

( NoM Average 3 Day Average

98/57 110/65

SYSOW, mmiig SYS/DIA, mmiig

P> START BP MEASUREMENT

L ex10 )

-l- % @ [ >

A6 v mpoBoAn Tou mmivaka
eAéyxou, rarnote « START
BP MEASUREMENT »

(Evapén pérpnong
apTNPIAKAS TTiECNC).

5] Blood Pressure
Cuff Measurements

& important

Check the box if you're taking Medication to
lower Bicod Prevsure

© secutt

Check the bos if you're you using the Corsano
Biood Prassure device

—

EmiAéére 1O TTAGiOIO £V
TTAPVETE PAPLAKA YIa Th
UEiwan TNS apTNPIaKAS

mieong.

BeBaiw6eite o611 n MNepixeipida
HETPNONS QPTNPIAKNS TTiEONS
givar ouvoedeuévn e TNV

epappoyn Corsano.

Signal quaity ¢ ®

& Wearing your bracelet

Tighten the strap 50 that it is secure against the
skin, the green sensor kght should not be
Vvisible. Your bracelet should be snug but

comfortable.

(%) Yoo loose Just right

©w@

WARMING -UP

a»
e e

AkoAoubBnaore 11¢ 0dnyieg yia
va pubuicete ocwoTtd 10
o@iéiuo Tou BpayioAiod.

Corsano C}

® [

Signal quality ¢

& Wearing your bracelet

2pprox. 1.cm below the wrist

AkoAouBnaore 11¢ 00nyieg yia
va TOTTOBETHOETE OWOTA TO
Bpaxi6AI arov KapTro.

Mpiv TTpoXWpPNOETE OTa ETTOMEVA BripaTa, BeRaiwbeite 6TI n MNepixeipida pérpnong apTnEIaKnG
TTiEong TPOPOBOTEITAI UE ECWTEPIKEG PTTATAPIEG I EWTEPIKO KaAWSIO USB ouvdedepuévo o€
TNy TpoPodoaciag. Kabiote o€ pia kapékAa kal xahapwoTe. TotroBetroTe TN Mepixeipida aTo

XEpI 0aG.

&H Mepixelpida HETPNONG APTNPIAKAG TTIEONG KAl TO BPaxIOAl OEV TTPETTEI VA
poplouvTtal oTov idlo Bpayiova!
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7= Signal quality ®
7 You're wearing the bracelet cormectly.

Warming-up

) Avoid eating, exercise or taking medication
" bafore your measurement. Don't drink caffeine
or smoke for 30 minutes before your
as these can raise
blood pressure.

() Empty bladder first.

('\ Sit in a chair with your back supported, legs
" uncrossed and feet flat on the ground. Support
your arm on a table to the level of the center of

7 Signal quality ®
+7 You're wearing the bracelet correctly

Checking your blood pressure

Put the blood pressure cutf on your left arm. The
cuff should be 2 fingers above the bend in your
arm.

The Bracelet must be on the right arm.

¢

Corsano C}

<= Signal quality ®
* 7 You're wearing the bracelet correctly.

Final check

(7)) Make sure the cuff fits you properly. The cuff

= should be tight around your arm (only 1 finger
should fit easily under the cuff). A cuff too
loose can make your blood pressure higher or
lower, respectively.

(' \ Check if your arm is supported at heart level,

“ you may need a cushion to lift it high enough. if
your arm is below heart level it can lead to an
overestimation of the systolic and diastolic
pressure. Having the arm above heart level can

your chest. lead to underestimation.

@) Sit stil and relax for 3-5 minutes before taking
7 your measurement.

Se

( ) Get yourself in a comfortable position with your

7 back straight.
C)MM.MMMYW
“7 reading a book or magazine.
WARMING-UP WARMING-UP COMPLETE
«-»
—_—

lMpocroiuaareire yia n péTpnaon
NS apTnPIaKniS Tieong. Kabiote
Kal akoAoubnare 1ic odnyieg.

AKOUUTTROTE TO XEPI 0a¢ O€ éva
Tpatrédl oro idlo etriTedo ue NV
KapoId oag.

EAéyére to méo0 o@ny €ivai n
lMepixeipida.

O Bpayiovag oag mpémel va
Bpiokeral oro emiredo NS
kapdiag. KabioTte Kai xaAapwarTe.

o B (] - ® 10
nn:‘—- u::':— u—n:—u u--—-n.—- o e %o
We9oowe 1T
@ Do not talk or move during the measurement — -
talking and moving both affect accuracy. Successful .l ®®®
Ploase wait untll we sync the esults. L
Don't mave and sit still .
00:00 0530 1m0 16:40 2210
Sync in progress  Night Average ¢ Day Average
\ 98/57 110/65
SYS/DIA, mmHg SYS/DIA, mmHg
20% ,
W 2o 251630 | & Optmal 1

. s 14 74 70

SYS DA PULSE

116 75 ral mmghg mmgHg Beats/min

Press START on the BP Cuff Monitor ki o B:“S‘
() now and wait for the end of oHa moHa N rRENDS
measurement.
] % ¥ L >

&H BaBuovopnon TNG PN ETTEPPRATIKAG HETPNONG TNG APTNPICKNAG TTIECNG UE TOV
€EWTEPIKO PETPNTH APTNPIAKAG TTIECNG TTPETTEI VA TTPAYHATOTTOIEITAI [ia popd TO
pAva. AkoAouBnoTe TiIg 0dnyieg TG epapuoyng Corsano.
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12 APXH AEITOYPTIAX

To Aoyiouiké Tou ouoThpaTog CardioWatch 287-2 dnuioupyei (WTIKEG TTAPAPETPOUG HE
ATTOKAEIOTIKOUG aAyOpI1Bpous Tng Corsano oTo BpaxioAl Corsano, Kabwg Kal dlaxelpi¢eTal
MN TTPOCAPUOCUEVEG NETPAOEIG PE ECWTEPIKEG OUOKEUEG.

O1 akdAouBeg CwTIKESG TTapAuETPOI dlaxelpiCovTal WG PEPOG Tou aAyopiBuou Corsano:

ZwTIKN TTapdueTpog Corsano AAyé6pi8puog

2Quypog (PR) I1816kTNTOG OAYOPIBUOG TNG Corsano GTo AOYIOUIKO
Kopeopog (Sp02) [816kTNTOG OAY6PIBUOG TNG Corsano GTo AOYIGUIKO
PuBuoég avatrvorg (RR) I1816kTNTOG AAYOPIBUOG TNG Corsano GTo AOYIOHIKO

O¢puokpaacia owpatog (TEMP) AlGONTAPAG ETIPAVEIAG O€ AUEDN AEITOUpYia

Emitreda kivnong (MOTION) I1816kTNTOG AAYOPIBUOG TNG Corsano GTo AOYIOHIKO

Brjuara (STEPS) [816kTNTOG aAYOPIBUOG TNG Corsano GTo AOYIGUIKO

AAyopiBuor oro BpayioAr Corsano

O1 akdAouBeg e€wTePIKES CWTIKES TTAPAPETPOI BiaxelpifovTal aTTO KABE £CWTEPIKI) CUOKEUN.
Ta dedopéva PETPNONG aTTO TNV €GWTEPIKN ouokeur petadidovtal yéow API BLE 1Tou

TTaPEXOVTAl ATTO TOUG KATAOKEUAOTEG TWV EEWTEPIKWY OUOKEUWYV. H epapuoynr Corsano

(Aeimroupyia aoBevry) AapBavel Ta dedopéva kail Ta petadidel oo Corsano Cloud xwpig

TTPOCAPUOYEG:

ESwrepikoi
TAPAUETPOI {WTIKAG
onJaociag

ESwTtepIk oUuOKeUR

Kardaotaon

O¢puoKkpaacia paaxaAng
(aTemp)

EEwTepIikdg aioBnTpag Bepuokpaciag paoXaing
Vivalink

Eykpibnke atré Tov FDA
(K162137)

Mn erepBaTikr) HETPNON

apTNPIaKAG TTieong
(CuffBP)

EEWTEPIKOG PN €TTEUPRATIKOG PETPNTHG GPTNPIAKAG
TTieong

Transtek TMB-2084-A

Transtek BB2284-AE01

EykpiBnke atré Tov FDA
(K220676)
(K232713)

>mipopétpnon (SPIRO)

E¢wTepikd MIR Spirobank

EykpiBnke amrd tov FDA
(K072979)

Bapog (WEIGHT)

E¢wrtepikn Cuyapid Transtek GBS-2012-B

Karaxwpnuévo atrd tnv
FDA (D1545656)

Merpnoei§ pe eEWTEPIKEG CUOKEUES

12.1 ApXn AsiIToupyiag Tou CQUYHOU

To BpaxioAl Corsano xpnoigoTrolgi évav aiobntpa ewTotTAnbucuoypagiag (PPG) tTou

atroTeAeiTal atrd diodoug eKTTOPTTNS wTOS (LED) Kai @wTtodiddoug yia Tn Afjyn Tou
avakAwpevou pwTtog. H PPG xpnoipoTroisital cuvABwg yia Tov TTpoodIiopioud Tou
Kapdiakou puBuou (BPM), Tou kopeopou oguyovou (SpO2) kal Tou puBuouU avaTvorng

(BRPM).

H apxn Acitoupyiag Tou aioBnmpa PPG Bacietal otnv ekmmout i ¢wTtog LED 110U

d1aTTEPVA TO BEPUA KAl T AIJOPOPa ayyeia. AUTO TO QWG OTN CUVEXEID AVTAVAKAATAI KOl
ouAAaupavetal atod TIG pwTodiodoug aTo BpaxidAl Corsano yia Tn uETPNON TNG PONG TOU
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aipyatog. Ta atmmoteAéoparta Tou oApaTog PPG e€apTwvTal Kupiwg atrd Tn por Tou aipatog
oTa TPIXoEIdN ayyeia o€ KABe Kapdiakd TTAAO.

H kupatopop®r Tou ofpatog PPG utrodelkvuel TIG aAAayEG oTnV TTAAUIKE POK TOU QiaTog,
aTtrd TNV oTToia N AViXVEUOT TWV KOPUPWYV TOU CNUATOG ETTITPETTEI TOV UTTOAOYIONO TWV
d100TNUATWY aTTO KOPUPH o€ KopuPr). NpoadiopilovTag TIG ATTOOTACEIG ATTO KOPUPH O€
KOPUPA METAEU dUO dladoyIkwy TTaApwyv PPG, o aAyopiBuog utroloyicel Tov Kapdiakd
puUBUOG Tou aoBevoU.

To emtayxuvoidpeTpo (ACC) XpNOIYOTIOIEITAI VIO TNV AVTIOTABUION TWV TEXVNTWV
TTAPANOPPWOEWV AOyw Kivnong. To PPG kai To ACC petpwvtal ota 32Hz kal Ta
dedopéva uttoBaAAovTal o€ TTECEPYATia aTTd ToV aAyOpIBuo yia va divouv pia véa
METPNON TOU KaPdIOKOU puBuoU KABE 28 deUTEPOAETTTA, XPNOIUOTIOIWVTOG TOV HECO OPO
yia TNV e€opdAuvon Twv dedopévv Tou KapdlakoU pubuou Kal TRV atToQuyr emidpaong
TWV aKATAAANAWYV Kal TTAPOSIKWYV TEXVNTWYV TTAPANOPPUOEWY OTN OTABEPOTNTA TWV
ATTOTEAEOUATWV.

Mpodiaypa@Eg TTAAPOU:
MéEBodog avixveuong PPG, ACC
EUpog pétpnong 25 bpm £wg 250 bpm
MpoTeIvouEVN QVTILETWTTION 1 bpm
AkpiBeia (Bpaxioveg) <3 bpm
AtrékAion (+95% ClI) 10,5 bpm
Mepiodog evnuEépwaong OEDOPEVWV 28 deuTepOAETITA
lpodiaypaéc maAuou
12.2 Apxn Acitoupyiag SpO2

To BpaxioAl Corsano xpnoIUoTToIEl TIG pwTOdI0d0UG TOU AIGONTH PO
ewToTTAnBuouoypagiag (PPG) yia va kataypawel TO avaKAWHEVO QWG KAl va UTTOAOYIOE!
TOV A&IToupyikd Kopeaud ouyovou (SpO2) XpNOIUOTIOIWVTAG TTAAUIKY) OEUMETPIa OTOV
KOQPTTO, MIO PN ETTEUPRATIKR TEXVIKH YIA TNV TTAPAKOAOUBNoN NG o§uyodvwong.
MapakoAouBei To TTOCOOTS TNG AIPOCPAIPIVNG TTOU Eival KOPEOHEVN UE OEUYOVO.

H apxn Acitoupyiag gival n ¢aouaToQWTOPETPIA: N OXETIKI ATTOPPOPNON TOU KOKKIVOU
(atToppo@AaTal ATTO TO ATTOLUYOVWHEVO aipa) Kal Tou utrépuBpou (atroppo@dTtal aTrd TO
0gUYOVWPEVO aipa) @WTOG TNG CUCTOAIKAG OUVIOTWOAG TNG KUMATOUOPPNG atToppd®nong
OUOXETICETAI JE TOV KOPETHO 0EUYOVOU OTO apTNPIaKO aipa. AUo 6iodol EKTTONTIAS QWTOC,
KOKKIVOG JE MIKOG KUPATOG 660 nm Kal utrépuBpog ue uAKog KupaTtog 880 nm,
TOTTOBETOUVTAI £TO1 WOTE VA BPiCKOVTAl ATTEVAVTI OTTO TOUG AVTIOTOIXOUG PuTOdIOd0UG
TOUg, dlapéoou 5-10 mm 10ToU. H atroppd®non TOU QWTOG O€ AUTA TA PIKN KUPATOG
Ol0QEPEI ONUAVTIKA JETAGU TOU QiATOG TTOU Eival QOPTWHEVO PE OEUYOVO KAl TOU QiaTog
TTOU OTePEITal ouydvou. H oguyovwpévn aipoo@aipivn atroppo@d TTEPICCOTEPO UTTEPUBPO
QWG Kail eTITPETTEI TN OIEAEUCT TTEPICCOTEPOU KOKKIVOU QWTOC. H atro{uyovwuévn
algooaipivn emMTPETTEN TN DIEAEUCN TTEPICOOTEPOU UTTEPUBPOU PWTOG Kal aTTOPPOPd
TTEPIOCOTEPO KOKKIVO PWG.

To emTayxuvoidueTpo (ACC) xpnOIYOTIOIEITAl VIO TNV AVTIOTABUION TWV TEXVNTWV
TTOPANOPPWOEWV AOYW Kivnong. O1 HETPATEIG TNG OXETIKAG aTToppdPNoNG GwTOG KAl TOU
ACC mrpayuartotrolouvtal ota 32Hz kal Ta dedouéva uttoBaAAovTal o€ eTTECEpyaTia aTrd
TOV aAyopIBuo yia va divouv pia vea €voeign SpO2 KaBe 28 deuTePOAETTTA,
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XPNOILOTTOIVTAG TOV JECO OpO yia TNV eoPAAuvon Twv dedouévwy SpO2 kal Thv
atmo@uyn 1Tidpaons TWV AKATAAANAWY Kal TTAPOBIKWY TEXVNTWYV TTAPAUOPPWOEWY OTN

oTaBEPOTNTA TWV ATTOTEAECUATWV.

Mpodiaypagéc SpO2:
MéBodog avixveuong Pulse Oximetry (MaAuikr o§upeTpia)
EUpog pétpnong 0% €wg 100
AvdaAuon 1
AkpiBeia (Bpaxioveg) 70-100%: <2 %

90-100%: <2 %
80-90%: <2 %
70-80%: <2 %

AtokAion (+95% ClI)

70-100%: 0,5 %

90-100%: +0,5 %
80-90%%: +0,5 %
70-80%: +0,5 %

Mepiodog evnuépwaong 6EOOUEVWV

28 deuTepOAETITO

lpodiaypagpés Sp02

12.3 ApXn AciIToupyiag Tou puBuou avatrvong

O puBbuo6¢ avatvong gival 0 apIBUOG TWV AvATTVOWY TTOU KAVEI €va ATOPO ava AETTTO
(BRPM). To Bpaxiohl Corsano XpnoIKOTTOIEl Evav AaTTOKAEIOTIKO aAYOPIOuOo XpOvou-

ouxXvoTNTOG YIa va €¢Aayel Ta ohjpaTta éviaong, TTAGTOUG Kal d1aKUPavong OuXvoTnTag TTouU

TTPOKAAOUVTAI OTTO TNV avaTtrvor atrd 1o ofua ewToTTAnbuouoypagiog (PPG).

To emtayxuvoidpeTpo (ACC) XpNOIYOTIOIEITAI VIO TNV AVTIOTABUION TWV TEXVNTWV
Kivijoewv. To PPG kai To ACC petpwvTtal ota 32Hz kai Ta dedopéva uttopaAAovTal o€
emegepyaacia ammo Tov aAyopiBuo yia va divouv pia veéa £VOEIEn Tou pubuou avaTrvong Kabe
28 JeuTEPOAETITA, XPNOILOTTOIVTAG TOV HECO OPO YIa TNV ECOPNAAUVOT TWV OEBOUEVWYV TOU
KapdIiakoU puBuou Kal TNV atToQuyn TNG £TTiIdpacng akaTGAANAWYV Kail TTapodIKwWV
TEXVNTWYV KIVACEWV OTN OTABEPOTNTA TWV ATTOTEAECUATWV.

&Fla va e€a0@aMIOTEI N akpiBeia, ol JETPAOEIG TOU pUBUOU avaTtrvorg dIOKOTITOVTAl OTaV

aviXVveUeTal UTTEPPOAIKA Kivnon.

Mpodiaypa@ég Tou pubBUOU avaTtTvong:

MéBodog avixveuong PPG, ACC
EUpog pétpnong 4 brpm — 60 brpm
AvdaAuon 1 brpm
AkpiBeia ZUYKEVTPWTIKN <2 brpm
YTrTia <1 brpm
MNpo6obia <2 brpm
MAeupiki <1 brpm
KaBiotr 90° <2 brpm
KaBioTn 45° <1 brpm
Y1repaepIopog <2 brpm
YTtroaepioudg <1 brpm
Brixag <1 brpm
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Aladpopog

<2 brpm

ZUYKEVTPWTIKA +0,5 brpm
Y1imia 10,5 brpm

Mpbéobia 11 brpm

MAeupikA 1 brpm

: KabBiot 90° 1 brpm
AT KabBiot 45° 10,5 brpm
YT1repaepIopog 10,5 brpm
YTToaepIoHOg 10,5 brpm
Brxag 10,5 brpm

Aiadpopog 11 brpm

Mepiodog evnuEpwong OEBOPEVWV

28 deuTepOAETITA

Avixveuon amvolag

Oxi

[Mpodiaypagéc pubuou avarmvong

12.4 BApaTta Apxig AsiToupyiag Tng 5paoctnpioTnTag

Ta BApaTa uttoAoyidovTal atrod TOV ATTOKAEIOTIKO GAYyOPIBUO Pe BAoN TNV évTaon Kal T
ouxXVvOTNTA TWV OEDOUEVWV ETTITAXUVONG.

BH 2HMEIQZH: n TapaueTpog dpactnpidTnTag (TiTreda Kivnong Kal Bripata) Bewpeital

AgIToupyia AOyIOHIKOU TTOU TTPOOPICETAI OTTOKAEIOTIKA YIA TNV TTapakoAoubnon Kai
Karaypan 1n¢ Kabnuepivng eVepyeiakns damavns Kail Twv KapoiayyEIaKkwyV

QOKNOEWV, WOTE VA EUAICONTOTTOIEI TOV XPNOTN OXETIKA LIE TIC AOKNOEIC TTOU KAVEI YId
N BeAtiwon 1 T diatipnon NS KaANS kapdiayyelakng uyeiag.

2UhQwva pe TIG 0dnyieg TNG FDA yia Tn yevikn guegia: MoOAITIK yio OUOKEUEG XapnAou

KIvOUvou, ZeTrTéUBpIog 2019, pia TEToIa AsiIToupyia AoyIOPIKOU dev atToTEAET AsiToupyia TNG

OUOKEUNG, KaBWG Ta eTiTreda dpactnpIOTNTAG TTAPEXOVTAI JOVO VIO EVNNEPWTIKOUG

OKOTTOUG.

Y Ta emritreda Kivnong TTapéXovTal POVO IO EVNMEPWTIKOUC OKOTTOUC. Aev TTPETTEI va

XpPnoihoTToloUvTal WG BACN yia TNV EVNUEPWON OXETIKA PE TN QPOVTIOA TWV A0BEVWV.

12.5 Apxn AeiToupyiag TnG Bepuokpaciag

To BpaxioAl Corsano TTapakoAouBei Tn Bspuokpacia Tou dépuarog oc AUean AsiIToupyia

atro évav aiodntpa otn eopnTh cuokeun. H Beppokpaacia Tou OEPPATOG EPPaVICETAl O€

°C n og °F, 6Tmwg £xel puBuioTei oTIg PuBpioeig/Mpo®iA.

[Mpodiaypa@ég Beppokpaaiag dEPUATOG:

MéBodog avixveuong AlcOnTrpag em@AveIag o€ Auean AsiToupyia
Eupog pérpnong 34,0 °C €wg 42,0 °C (93,2 °F €wg 107,6 °F)
AvdAuon 0,1°C
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Corsano C}

AkpiBeia +0,3 °C (0,54 °F)
Emidoon gguuopcpwcn pe 1o TrpdTUTIo ISO 80601-2-
Mepiodog evnuépwong dedopévv 28 deuTepOAETITO

lMpodiaypapés Bepuokpaaiac 6EpLATOS

Eyxeipidio odnyiwv yia 1o Bpaxiohl | Atmo 25-08-2026 | Katdotaon avaBswpnong: 18 49



12.6 Mn erepyBaTiki HETPNON TNG APTNPIOKAG TTIEONG XWPIG TTEPIXEIPIdA

H mrponyuévn avaiuon orjuatog wTtotrAnBucpoypagiog (PPG) e¢dyel Ta xapakTnpioTiké
TWV KUPATOPOPPWY QVAKAQONG. 2T CUVEXEIQ, AUTA TPOPODOTOUVTAI OE VA HOVTENO
TEXVNTAG vonuoouvng (Al). ‘ETol, To yovtéAo pttopei va TTPpoBAEWEI TIG TIMES TNG OUCTOAIKNG
Kal O1a0TOAIKAG apTNPIOKAG TTiEONG.

To BpaxioAl Corsano xpnoigoTrolei Tov aicbntpa PPG, o otroiog TrepIAauBAVEI TNV EKTTOUTTA
QWTOG atré LED o010 dépua kai Tn uETpnon Tou avakKAWMPEVOU QWTOG aTTO TOUS PuTOdiodoUG.
To onua PPG egaptaral o€ peydAo BaBud armd tnv ToodtnTa QTOS TTOU ATTOPPOPATAl ATTO
TO APTNPIAKO Aiya OTOV 10T Kal TNV avakAAoTIKOTNTA TNG ApTNPIOKNS PONAG aipatog. Qg €k
ToUTOU, TO orfjua PPG Trepiéxel hia TTAAUIKA OUVIOTWOA TTOU KUMAIVETAI avaAoya WE TIG
METAPBOAEG TOU GYKOU TOU QATOG OTOV TTEPIPEPIKS 1I0TO TTOU €l0AYOoVTal KATA TN dIAPKEIa KABE
KapdIaKoU KUKAOU. AUTH N KUPOTOPOP®N TTEPIEXEI TTANPOPOPIES TTOU OXETICOVTAI APECA N
EMUECQ PE TNV ApTNPIaKA TTieon. Me Tnv e€aywyn auTwyv TwV TTANPOPOPIWY aTTd TNV
KUMATOUOP®I KAl TN OUYKPION TOUG UE DEDOUEVA TTOU £XOUV ANYBEI TTPONYOUPEVWG ATTO
oUVOAQ dedopévwy aoBevwy, yivetal TTPORAEWN TNG apTNEIaKAG TTiEong. To BPaxIOA
Corsano €¢ayel TTANPoPOopiEG aTTd 6 KUPATONOPYES TTOU AauBdAvovTal TauTdxpova,
ouvduadovtag 3 unikn kupatog, 6 LED kal 2 gwTtodiddoug. H ektipnon mou Baaidetal o€ Al
OTNPEICETalI 0€ OTATIOTIKA JOVTEAD EKTTAIOEUNEVA OE KAIVIKA dEdOUEVA Kal, ETTOPEVWG, TTAPEXEI
TOAVOTIKA aTTOTEAEOHATA AvTi yIa AUECES QUOIOAOYIKEG HETPAOEIG. H akpifeia evOExeTal va UEIWOEI
0€ KaTaoTaoeIg OTTWG KAKH TTo16TNTA ONUATOG, UTTEPROAIKN Kivnon, E0@aApévn ToTToBETNON TNG
OUOKEUNAG 1] QUOIOAOYIKEG KOTOOTACEIG EKTOG TOU ETTIKUPWHEVOU EUPOUG.

ATTO Ta TUApaTa PPG g¢ayovTal XapakTnPIoTIKA, TO OTTOIA XPNOIUOTTIOIOUVTAl OTO HOVTEAO
MNXAVIKAG Habnong. MNa va An@Bei pia Eykupn TTPORAEWN, XPNOILOTTOIEITAI £évag oUVOUAO UGG
OTATIOTIKWY XAPOAKTNPIOTIKWY, XAPAKTAPIOTIKWY XPOVIKOU KOl CUXVOTATAG, ONUOYPAPIKWY
XOPAKTNPIOTIKWY, XOPAKTAPIOTIKWY TTPWTNG/OEUTEPNG TTAPAYWYNG, XAPaKTNPIOTIKWY PPG
OXETIKWV PE TO TTAATOG KAl XOPAKTNPIOTIKWYV aTtro 10 ofjua PPG.

To ouoTtnua Corsano CardioWatch 287-2 emkupwBnke oUu@wWva Pe TO EVAPUOVIOUEVO
mpoTUTO ISO 81060-2:2019 kai Tn dnAwon ocuvepyaoiag AAMI/ESH/ISO «A Universal
Standard for the Validation of Blood Pressure Measuring Devices» (Eva KaBoAIKO TTPOTUTIO
yla TNV €MKUPWON CUOKEUWV PETPNONG TNG apTnEIakng TTieong), 2018, yia CUOKEUEG UN
ETTEUPATIKAG METPNONG TNG APTNPIAKAG TTIEONG, O€ KAIVIKY épeuva o€ 97 AToua.

50 4 # >

2w *@
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Correlation between CardieWatch and reference for all subjects [r = 0.985, n = 420) Correlation between CardioWatch and reference for all subjects (r = 0.961, n = 420)
i) 120
2 £
£ [ E 110
H 3 s 8% gue §
= 1804 a'u‘-‘ = a
a o ® & 2 100 e s
] F 5
: i : PP
= B o904
5 160 w" 23’“-0 = - o
g T o 34°
& e Bnll, ¢ £ B0
o { g . . 5 .
3 o* . o 2 . B
2 190 ot f{ - @ 5
o o™ . * i . 1 -'.
5 2
. [} 7 .
g Lot ‘il g 601 - *® °
r G
= 120 o i 0
a
g a
o g
] &
5 5
@A a

B
‘.I

E)

120 140 160 180 200 30 40 50 60 70 80 0 100 110 120
Systolic blood pressure reference (mmHg) Diastolic blood pressure reference (mmHg)

50



Corsano C}

2uoxénion peraél tng un emEUPBATIKNG LETPNONS TNS apTnEIaknig micong Corsano Kai 1Ng ava@opds (smeuBarikn
uérpnon, Fysicon)

Systolic BP

Bland Altman analysis of CardioWatch vs. reference for all subjects
Mean bias -0.17 mmHg Systolic blood pressure, LoA = [-8.74, 8.4] mmHg Systolic blood pressure
15

;g' 10
E .f s ..O...i...._.__
; 51 ; et .tl ... .‘z';. .’.. ..
g [ ° g ® \ rl‘*...z ° st ..‘..
E ° .I‘.‘.‘}u.lxi' .1 -.‘.z Pe
3 o] e" W pend, %
= I d LI ® ‘ »
2 . -|~‘ o pad "o g0 oo
~ iy T L ) b - ®
S R S, L
g LY ...... e ® . oy @ ..
I il X L
=15 . - i ' i
100 120 140 160 180 200

Reference Systolic blood pressure (mmHg)

Diastolic BP

Bland Altman analysis of CardioWatch vs. reference for all subjects
Mean bias 0.2 mmHg Diastolic blood pressure, LoA = [-6.96, 7.37] mmHg Diastolic biood pressure
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Aiaypauua Bland-Altman 1mou ouykpivel Tn uérpnon un emeuBarikng aptnpiakng mieons Corsano kai tnv
avagopd (emeuparikn pétpnaon, Fysicon)

&Fla va eEa0@aMIOTEI N aKpiBeIa, oI JETPAOEIG TNG APTNPIOKAG TTiEoNG dIOKOTITOVTAI OTAV

avIXVeUETal UTTEPPOAIKA Kivnon.

Mpodiaypa@ég TNG JN ETTEURATIKAG METPNONG TG OPTNPIAKAG TTIEONG:

Mé&Bodog avixveuong Mpoépxetal amd ofiua PPG

EUpog pétpnong 60-230 mmHg (cuoToAIKA)
40-130 mmHg (8100TOAIKNR)

Avdhuon 1 mmHg

AkpiBeia + 5 mmHg

Mepiodog evnuépwaong dedouévwyv 28 deuTepOAETITO

Mn emreuBarikn pétpnon aprnpiaknig mieong MNpodiaypapés

Eyxeipidio odnyiwv yia 1o BpayioAl | Ao 25-08-2026 | KatdoTtaon avabewpnong: 18
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12.7 HAekTpokapdioypdenua (ECG)

‘Eva ouotnua ECG 1 ammaywyng Kataypd@el TNV NAEKTPIKR dpacTnpIdTNTa TNG KAPdIAg
XPNOIMOTTOIWVTAG éva CeUYOG NAEKTPOBIWV. To {eUyog NAeKTPOdiwV aTToTEAEITAI OTTO £va
NAEKTPOBIO 0TO KATW PEPOG TOU BpaxioAiou Corsano Kail To TTAQiCI0 0To TTAvw PEPOGS. To
ECG amraywyng peTpd 1n diagopd 1dong METagU Twv OU0 NAeKTPOdiwv, N oTToia
QAVTAVOKAQ TNV KATEUBUVON Kal TO HEYEDOG TWV KAPDIOKWY NAEKTPIKWY PEUPATWY.

‘Eva 1piTo NAekTPOdIO XPNOIYOTTOIEITAI VIO TNV aTTOpPIYn BopUBoU Kal TTAPANOPPUTEWV.

To BpaxidAl Corano ptropei va mpaypatotroijoel pétpnon ECG 1-kaAwdiou xdpn ota Tpia
NAEKTPOBIO TOU TTEPIBANMATOG. AUO NAEKTPOBIO BPICKOVTAI OTO KATW PEPOG TOU TTEPIBAANATOG
Kal épXovTal o€ ETTaPNA ME TO dEPUa Tou KapTroU. To éva gival To BeTIKO nAekTpddio. To
OeUTEPO KATW NAEKTPODIO XPNOIYOTIOIEITAI VIO TV aTTOPPIYN Tou ofjpartog DC kal Tou
NAEKTPIKOU BopuBou Kal EMTPETTEI TNV AUENON TNG akpiBeiag TG uérpnong. To Tpito
NAEKTPOBIO BpiokeTal 0TO TTAQICIO ATTO AVOLEIdBWTO XAAUBA TOU TTEPIBAATOG TOU
BpaxioAiou. AuTto gival To apvnTikd NAeKTPOdIO Tou cuoTAPaTog ECG 1-kaAwdiou.

To BpaxioAl Corsano ECG cival ioTotroinuévo katd CE MDR kai €xel oKipaoTei oUp@wva
ME To evappoviopévo TTpoTuTtro IEC 60601-2-47:2015 yia gopnTd NAEKTPOKAPDIOYPAPIKA
OUCTAMATA.

To BpaxioAl Corsano ECG atroteAeital atrd €éva avaloyikd @iATpo mTepatou eupoug {wvng
(0,05-55 Hz). To nAekTpikd opa deiypatoAnTrTeital ota 256 Hz o€ 15 bits, o€ éva duvapikd
eupog AC 200m Vp-p. To akatépyaoTo ofjpa delyuatoAnTITeiTal atrd 1o BpaxIoAl Kal
atmmoaTéAAeTal oTnv epappoyr Corsano APP kai ato Cloud.

O aAy6piBuog Cloud ekteAei To @IATpdpIoua Tou oruatos. H cuviotwoa DC tou ECG
agaipeital. Mia avixveuon QRS «Pan and Tompkins» avayvwpiel Ta oupttAoka QRS kai
EMTPETTEI TNV ATTOPPIYN Tou BopuBou uwnAig ouxvoTNTag oTa AAAQ TUANOTA TOU OTUATOG.

- 5

25 mm/s 10 mm/mV 25 mm/s 10 mm/mV

Akarépyacorto onua ECG xwpic ouviotwoa DC 2hua ECG uera tnv avixveuon Pan-Tompkins QRS
Kal QIATpapIoud
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13 KAINIKH ANOAOzH

O1 yerpoeIg Twv (WTIKWV TTAPAUETPWY HE TO EUXPNOTO GUCTNHA TTOAAATTAWY aiIoBNTAPWY
Cardiowatch 287-2 emkupwOnkav o€ TTOAATTAEG KAIVIKEG DOKIUEG KAl EpyaOTAPIA
OOKIMWV.

Mtropeite va Bpeite pia TepIANWN, evw o1 TTAAPEIG EKBECEIC Kal dnUOOIEUOEIC gival
O100£01UEG KATOTTIV AITAUATOG.

13.1 ZuxvéTnTa CPUYHOU

H akpifeia éxel petpnBei o€ TTOAEG PeAETEG. AKOAOUBOUV Ta atToTEAEOUATA TwV dUO ATTO
AUTWV:

Akpipeia Tou CardioWatch 287-2 katd Tn H akpiBeia Tng avixveuong KapSIOKWV TTAALWV
Sidpkeia ocofapng utroiag (1ISO 80601-2-61) ME TN XPAON TNG TEXVOAOYiag
QwTorAnBucpoypagiag og Kapdioradeig
Complementair Medisch Centrum (CMC) Europe, Cardiologie Centra Nederland, Amsterdam UMC,
Genk, BéAyio Location AMC, OAAavdia
12 vyieig eBeAovTéG o€ epyacTiplo utrogiag 180 kapdiayyelakoi aoBeveig OE TTPAYUOTIKEG
OUVORKEG ECWTEPIKWV I0TPEIWV
ZuxvoTnTa oQUYUoU TTou TTpoépxeTal atrd PPG ZuxvoTNTA TTOAPWY TTOU TTPpoéKUWE atrd PPG évavri
EvavTl ava@opag TTaApIkou o&upeTpou (Nellcor avagopdg 12-lead ECG (Welch Allyn Pro)
PM10)
Bland Altman analysis of Cardiowatch vs. reference heart rate Bland Altman HR PPG and HR ECG
Mean bias 0.44 bpm, LoA = [-3.3, 4.17] bpm Mean bias: -0.06 bpm, LoA = [-3.89, 3.77] bpm
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50I'«'Irsan ofsgardiuwzgch and rael:eren[e :la)aart rat;CEzpm] = Mean of HR PPG and HR ECG (bpm)
Bpayioveg = 1,95 PuBudg maApou akpifeiag PPG 94,6%
AmokAion = 0,44 (0,42 - 0,46) bpm

Emkupwon kapdiakoU pubuou
13.2 NMaApikn o§upeTtpia (Sp0O2)

H akpieia peTpABnke o€ pia eAeyxouevn HEAETN eTTayOuEVNG UTTOEIAG o€ 24 uyigic eVAMNIKES
€0eAovTEG, oupwva pe To TPodTUTTo ISO 80601-2-61, 0€ KATAOTOON NEEPIOG KAl Kivnong.
TiTAog peAéTNG: AkpiBeia Tou CardioWatch 287-2 katd mn didpkela TNG Kivnong Kal o€
OI0QOPETIKEG BECEIC TOU CWHATOG, ME I Xwpig uttogia. TotmoBeoia: Complementair
Medisch Centrum (CMC) Europe, BéAyio. To ouotnua Corsano CardioWatch 2872
BaBuovoundnke pe 1o ofupeTpo avagopds Nellcor PM10.
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Acite 10 didypaupa Bland-Altman otnv emméuevn oelida, 61rou cuykpiveral To SpO2 TT0U
TTpoépxeTal atrd 1o Aoyiopikd CardioWatch 287-2 kai 1o SpO2 avagopdg Nellcor TTou
OUYKeVTPWONKE atrd 6Aa Ta droua o€ KatdoTaon neepiag. H ouvexng ypauun
QAVTITTPOCWTTEVUEI TNV ATTOKAION KAl N OIOKEKOUMEVN YPAUMI AVTITTPOCWTTEUEI Ta OpPIA.

O1 dokipég emBeBaiwoav TNV akpieia Tng TTapakoAouBnong SpO2 Twv 2,3 Arms Pe
amrokAion 0,23 (0,21 - 0,24) %, N=94.572.

Bland Altman analysis of CardioWatch vs. reference
Mean bias 0.23% SpO;, LoA = [-4.2, 4.65]% SpO;
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Reference SpO;[

Bland Altman SpO2 CardioWatch 287 évavri Nellcor PM10

Aidypaupa Bland-Altman yia CW2 SpO2 kai CO-o¢upetpia SaO2 otnv emepPaTikr JEAETN
utro kivnon. H akpifeia tou SpO2 Tou CW2 oe ouykpion pe To CO-Sa02 yia 6Aa T1a
daroua, yia cUyKevTpwuéveg ouvonkeg, nTav 1,63 Arms pe ammokAion 0,05 (-0,14, 0,23) %,
N=287.

Bland Altman analysis of CardioWatch SpO; vs. reference Sa0;

Mean bias 0.23% SpO;, LoA = [-2.47, 2.93]% Sp0;
10.0

7.5 A

5.0 A

254

0.0

2.5+

=50 1

CardioWatch SpO; - reference Sa0; [%]

-7.51

_10.0 T T T T T T
70 75 80 85 20 95 100

Mean of CardioWatch Sp0: and reference Sa0; [%]
Bland Altman SpO2 CardioWatch 287 évavr SaO2
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13.3 Ogpuokpacia

H akpiBeia 1ng Beppokpaciag dépuatog CardioWatch 287-2 perpriBnke atrd 10 €pyaoTrpIo
ookiywv VDE Prif- und Zertifizierungsinstitut GmbH, Offenbach, Neppavia, cup@wva pe
10 TTPOTUTTO ISO 80601-2-56 - laTpIKdS NAEKTPIKOG £EOTTAIONOG MEpOog 2-56: EIdIKEG
ATTQITHOEIG YIA TN BACIKA ACQAAEIQ KAI TNV OUCIOOTIKI aTTOd00N TWV KAIVIKWV
BepuopETPWY YIa TN PETPNON TNG BEPUOKPATIaG.

13.4 ApaocTtnpidéTnTa (BApATA)

To RadboudMC, Nijmegen, OAAavdia, ocuvékpive Ta BAPATA ava AETTTO TTOU JETPABNKaV
atéd 1o Cardiowatch pe ta Bripara avd AeTrTo TTou peTpriBnkav pe 1o Actigraph
CENTREPOINT Insight Watch. H akpifeia Twv petprioewy nrav 1,2 Arms pe ammokAion 0,7
(0,6, 0,7) BrApaTa, N=3695.

Bland Altman analysis of PPG-wristband vs. reference

Mean bias 0.67 Steps, LoA = [-2.43, 3.76] Steps
10.0

7.5 4

5.0 4 R 0 N6

2.5 1

PPG-wristband - Steps

0.0 © UMM
Y Y Y
RN D
=22 [===215Y
zosame °
-5.0 °
-75
-10.0 - : - .
0 20 40 60 80 100
Reference Steps
AkpiBeia Bnudrwv

13.5 Avatrvon

H akpiBeia perpribnke oe TTOAATTAEG HEAETEG. AKOAOUBOUV Ta aTTOTEAECUATA OUO PEAETWV:

Akpipeia Tou CardioWatch 287-2 katd Tn didpkelia ZuveXAG TTapaKoAoubnon Tou pubuou avaTrvong
BaBidg utrogiag HE XpAon Tng TeEXvoAoyiag
pwrotmrAnbuopoypagiag oe aocBeveig pe
ATTOQPOKTIKN ATrvoia UTrvou

Complementair Medisch Centrum (CMC) Europe, Genk, | KAivikég Haaglanden, Xayn, OAAavdia

BéAyio

12 vyicig €BeAovVTEG O€ pyacThpIo uTTogiag 26 aTopa PE Kal Xwpig dlayvwaohEVn aTTOQPOKTIKA
arvoia utrvou (OSA)

Pubuég avatrvong mou TrpoépxeTal amo PPG oe Pubuég avatrvorg mou Trpoékuye atrd PPG évavrl

ouUyKpIon e To TTOAUIKG o&UueTpo avagpopdg (Nellcor ava@opdag avaTrveuoTIKNG TToAuypagiag (Noxturnal

PM10) T3)
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Bland Altman analysis of CardioWatch vs. reference respiration rate

g Mean bias 0.03 brpm, LoA = [-1.76, 1.82] brpm Bland Altman RR% and RRus (LOA = [-1.28, 0.99] brpm)

Difference RRppg and RRgp (brpm)

CardioWatch - reference respiration rate [brpm]

74 P
76 -
-8 . ‘ . . . . ‘ = . - . - . - - -
10 12 14 16 18 20 22 24 26 7.5 10.0 125 150 17.5 20.0 225 25.0
Mean of CardioWatch and reference respiration rate [brpm] Mean of RRpp and RRpe (brpm)

Akpipela puBpou avatrvorig 0,91 Arms, amrékAion 0,03 Akpipeia puBuou avatrvorg 0,6 Arms, attdkAIon
brpm, N=31.260 0,14 brpm, N=31.083
Emkopwon pubuou avarvong
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14 KYBEPNOAXDAAEIA

14.1 Z0oTnua Si1axeipiong ac@AA&iag TTANPo@opPIWYV

H Corsano Health €xel BeoTrioel éva ZuoTtnua Alaxeipiong Ao@aieiag MNMAnpogopiwv
(«ISMS») oupewva pe 1o TPoTUTTo ISO/IEC 27001 («ISO 27001») TTOU BIETTEN TIG
OI1adIKACIEG TTOU ATTAITOUVTAI YIA TNV TTPOCTACIA TWV TTEPIOUCIAKWY OTOIXEIWV TNG
eTaipeiag kal Twv mAnpogopiwv. H Corsano Health xpnoipoTtrolei Ta TAaiocia ac@daAsiag
TTAnpo@opiwv («InfoSec») ISO 27001 TrpokeIpgévou va TTPoodIopicEl Kal va diaTtnpRoEl Ta
TTEPIOUCIAKA OTOIXEIA, TIG TEXVOAOYIES KAl TIG OIAdIKATIEG TTOU ATTAITOUVTAI VIO TNV
TTPOOTACIA TWV TTANPOPOPIWV TWV TTEAATWY Kal va cUPBAAel oTn dlao@AANion TNG
EMTTIOTEUTIKOTNTAG, TNG AKEPAIOTNTAG, TNG BIABECINOTNTAG KAl TNG IBIWTIKOTNTAG TWV
OEQOUEVWV TWV TTEAATWYV KAl TWV UTTOOTNPIKTIKWY UTTNPECIWV.

MNa va 1o emiTuxel autd, n Corsano Health:

1. EuBuypappilel Tic TTONITIKEG Kai TIG dladikaaies TnG InfoSec e 10 TTaykOoUIo
Blounxaviké mpdéTutro ISO 27001

2. Anuioupyei éva 1oxupo TTAaiolo InfoSec yia Tnv atToTeAECPATIKR AEITOUPYIa TOU
opyaviouou

MapdAo mou n Corsano Health €xel AGBel onuavTikad HETPA yIa TNV TTPOCTACIO TOU
ouoThuartog CardioWatch 287-2 atmd KupepvoetmiBETelg, 0 xprioTng diadpauaTifel KPioluo
pOAO 0Tn dIATPNON TNG AOPAAEING OTOV KUBEpvoXwpo. O1 0dnyieg o€ auTtrv TNV evoTnTa
TTPETTEI VO TRPOUVTA.

To BpaxioAl Corsano eTmikoIvwVei Je TNV e@apuoyr] Corsano péow evog ac@aloug
ouvdéapou etmikoivwviag Bluetooth 5.0 pe éva utrepoUyxpovo eTTITTEOO KPUTTTOYPAPNONG.
H epappoyr) Corsano petadidel Ta dedopéva oto Corsano Cloud. Or eTTIKOIVWVIEG ETAEU
ToU BpayioAiou Corsano, TnG epapuoyng kai Tou Cloud gival KpUTTTOYPAPNUEVES
oUu@WVA JE Ta TTPOTUTTA TOU KAAdOU.

H epapuoyr) Corsano utropei va eykartaotaBei oe cuokeur] iOS pe €kdoon iOS 14.5 )
vedTepn, N o€ ouokeuy Android pe ékdoon Android 8 (Oreo) A vedTepn. KabBwg n Apple
eAEyxel KABe epapuoyn TTpIv TNV eykpivel oto Apple App Store, To iPhone €ivail TToAU
avOekTIKO OTIG KUBEepvOoeTTIBEDEIS. To Google Play Store eAéyxel TIG EQAPPOYEG YIa TV
TAaT@SOpua Android.

H 1mUAn Corsano Web Portal gival TTpooBdaciun y€ow Twv TTPOYPANUATWY TTEPINYNONG
Safari, Google Chrome 1} Microsoft Edge. OAeg o1 eTTIKOIVWViEG PETAGU TNG TTUANG Web
Portal kai Tou Corsano Cloud kpuTrToypa@ouvTal UMQWVA JE Ta TTPOTUTTA TOU KAAdOoU,
xpnoigotroiwvtag TLS1.2+.

14.2 TXETIKA PE TIG TTOAITIKEG KWOIKWYV TTpéoRaong, Tn AN KWOIKWV
mTPOoBACNG KAI TNV AUTOMATN ATTOOUVOED

MNa Tov éAeyxo TNG TTPOoBacng otnv epappoyr Corsano XpNoIUOTIOIEITAI EVag
OouVvOUAO OGS OVOUATOG XPAOTN Kal KwdIkoU TTpdoaong. H epapuoyn atraitei amd tov
XPNoTn va dnUIoOUpYNOEl Evav I0XUPO KWOIKO TTPOoRaong (TTEPICOOTEPOUG ATTO OKTW

57



XOPAKTAPEG, TTOU TTEPIEXOUV YPAUMATA, Wneia, KepaAaia kal pIkpd ypduuara,
TOUAAYIOTOV £va €18IKO XapakTApa ). Eival euBuvn Tou xpriotn va epapuodlel TIG
KATAAANAEG TTONITIKEG KWOIKWV TTPOCBACNG, TT.X. TTOAUTTAOKOTNTA KwdIKOU TTpOcaong,
d1a0TAUATA AVAVEWONG.

AKOAOUBNOTE QUTEG TIG YEVIKEG OUOTAOEIG OXETIKA PE TOUG KWOIKOUG TTPOCRaoNG:
e XpNOIYOTTOINOTE KWOIKO TTPOORACNS UAKOUG TOUAGXIOTOV 8 XOPAKTAPWY
o JUPTTEPIAGBETE MIKPA Kal KEQaAaia ypauuaTta, aplOuoug kal cuuBoAa
e AnuioupyAoTe KWOIKOUG TTpOoRacnG Tuxaia, 6TTou gival duvatov
e O1 KwOIKOI TTPOCRACNG TTPETTEI VO avavewvovTal HETG atTd 90 nUEPES .

2 H mmpooTacia KAEIBWHATOS 086VNS Tou TNAEPWVOU TTPETTEI VA Eival EVEPYOTTOINUEVN
OTO KIVNTO 00¢G TNAEPWVO YIA TNV TTPOCTACIA TWV TTIPOCWTTIKWY 0aG OEQONEVWV
uyeiag.

14.3 ZXETIKA JE TIG TTEPIOBIKEG EVNUEPWOEIG AOYIOHIKOU KOI EVNHEPWOEIG
KWOIKa

H epappoyr) Corsano TTpETTEl VO EVAPEPWVETAI HOAIG pIa VEQ €KDOON Yivel DIaBETIUN.
Ortav pia véa ékdoon yivel diaBéaiun, To Apple App Store oTtnv Trepirtwon Tou iOS 1) 1o
Google Play Store otnv TTepiTrtwon Tou Android, Ba evnuepwaoel auTOPaTa TV
gpapuoyn.

Ortav o xpriotng HCP éxel mpéoBaon oto Corsano Web Portal péow tng diema@ng 10Tou,
Ba £xel TTavTa TTPOCRacn oTnv 1o TTpéc@arn ékdoon. To firmware Tou BpaxioAioU
Corsano evOEXETAl va OTTAITEI EVNUEPWOEIG. Z€ AUTH TNV TTEPITITWON, Ba EvNUEPWBOEITE yIa
TNV EVNUEPWON WG PEPOG TNG EVNUEPWONG TNG eapuoyig Corsano.

14.4 AvripeTwtrion atrwAegiag | KAOTTHG Tou BpayioAiou Corsano
2 € TTEPITITWON aTTWAEIOG 1 KAOTING evog BpaxioAiou Corsano, EVNUEPWOTE TOV IATPO CAG

kal Tnv Corsano Health pe Tov o€ipiako apiBud Tou xapévou BpaxioAiou. O oe€IpIaKog
ap1Bud¢g Tou BpaxioAiou BpiokeTal 0Tn cuokeuaoia A oTnv epappoyr Corsano.

14.5 N'evikég 0dNyigg yIa TNV ac@AAsia

1. Kd&Be KivnTAl cuoKeur OoTNV OTToia €ival eykateaTnuévn N epapuoyr) Corsano
TIPETTEI ETTIONG VA £XEI pUBUIOPEVO KwdIKG TTPOCRaonG.

2. Agev TTPETTEI TTOTE VA ATTOKAAUTITETE TO OVOud XPHOTN 1 TOV KWAIKO TTpdoaong
Corsano. Kavévag uttdAAnAog tn¢ Corsano Health dev Ba ocag ¢ntricel TToTE autd
Ta OTOIXEIA.

3. Aev pétrel TTOTE va ypA@eTe TO Ovoua XpAoTn ) Tov Kwdikd TTpdoacng Corsano

4. Tloté pnv Tmapéxete TpdoBacn oTnv e@apuoyr} Corsano o€ Pn €£0UcI0d0TNUEVOUG
XPNOTEG.

5. Aev péTTel TTOTE va a@VveTe TNV e@apuoyr] Corsano cuvdedepévn Kal XwPIg
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eTTiBAewn. ATToouvdeBeiTe dTaV TEAEIWOETE TN XPHON TNG EQAPHOYAS
6. Agv TTPETTEI TTOTE VA ATTOKAAUTITETE TTPOCTATEUMUEVEG TTANPOYOPIEG UYEIQG O€ éva

MAVUMQ uTTooTAPIENG TTPOG TNV Corsano Health. Autd mrepIAapBavel oToixeia OTTwg
TO OVOMQ 1 N NUEPOPNVia yévvnong evog aoBevoug.
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15 EIMYH>H

H Corsano Health gyyudarai 611 Ta e€apTApaTa Twv TTPOIOGVTWY TNS Ba gival attTaAAayuéva
aTTO EAATTWUATA KATAOKEUAG KAl UAIKWYV YIa TTEPIOOO £VOG £TOUG aTTO TNV NUEPOUNVIa
ayopdg.

H TTapouoca gyyunon dev KAAUTITEI AVAAWOIUA €idr, OTTWG, EVOEIKTIKA, INAVTEG.

H Corsano Health dev @épel kapia eubuvn yia Tuxov Tuxaieg, €I0IKES ] ETTAKOAOUBES
ATTWAEIEG, {NUiEG ] €00 TTOU TTPOKUTITOUV AUECA I EUECA ATTO TN XPHOoN TWV TTPOIOVTWYV
TNG. H €ubuvn Bdocel TNG TTapouoag £yyunong Kal N aTTOKAEIOTIKA atrolnuiwon Tou
ayopacoTr Bacel TG TTapoUoag £yyunong TTePIOPICETAI OTNV ETTIOKEUN 1] AVTIKATAOTACN
TWV ETTNPEACOPEVWV TTPOIOVTWY, KATa TNV £1TIAOYH TNG Corsano Health, oto epyooTdoio
o€ €6oUO1000TNHEVO BlaVOUEQ, VI OTTOIOOATTIOTE TTPOIOV TTOU, UTTO KAVOVIKEG OUVONKEG
XProng Kai ouvtripnong, eaivetal otnv Corsano Health 611 £xe1 eAdTTwPa 0Ta UAIKA A 0TRV
KOATOOKEUN).

Kavévag mrpdkTopag, UTTAAANAOG 1) ekTTpOowTTog TG Corsano Health dev €xel TV e€ouaia
va deopevoel Tnv Corsano Health o€ otroiadn moTe BeBaiwaon, SAAwaON 1) eyyunon oxeTIKA
ME Ta TTPOIGVTA TNG, Kal oTToladATTOTE BEBaiwon, dAwonN A eyyunaon TTou yiveTal atro
OTTOIOVONTTOTE TTPAKTOPA, UTTAAANAO 1) EKTTPOOWTTO BEV €ival EKTEAECTH OTTO TOV AYOPOACTH
] TOV XpRoTn.

H MAPOYZA EIMMYHZH ANTIKAGIZTA PHTQZ KAl H CORSANO HEALTH
ATMOIMMOIEITAI PHTQX OMNOIAAHIMOTE AAAH PHTH 'H ZIQMNHPH EIMYHZH,
2YMMEPINAMBANOMENHZ OMOIAZAHIMOTE ZIQMHPHZ EFMMYHZHX
EMMOPEYZIMOTHTAZ, MH NMAPABIAXHXZ 'H KATAAAHAOTHTAZ T'IA
2YTKEKPIMENO 2KOTIO, KAl OMNMOIAAHIMTOTE AAAH YINOXPEQZH AIMNMO THN
NAEYPA THZ CORSANO HEALTH.

H {nuid o€ otroi08ATTOTE TTPOIOV I £€APTANA AdYW KAKNG XPNONG, QUEAEIAS, OTUXUATOG A
AOGYW TNG TOTTOBETNONG N TUTTOTTOINUEVWY £6APTNUATWY 1] AOYW OTTOI0CONTTOTE
TPOTTOTTOINONG ATTd TOV TTEAATN OKUPWVEI TNV TTapoloa gyyunon.

H Corsano Health dev Tapéxel kapia eyyunan 6cov apopd Ta EPTTOPIKA EEQPTHHATA, TA
OTTOIa UTTOKEIVTAI OTAV £yYUNON TWV AVTIOTOIXWV KAOTAOKEUOOTWY TOUG.

MpoUTréBeon TnNG TTapoloag yyunong €ival n EMOTPOQr TOU EEOTTAICUOU 1} TWV
€COPTANATWY TTOU BewpouvTal EAATTWHATIKA, OTAV AUTO ETTITPATIEI, ME TTIPOTTANPWHEVA
peTagopikd £€0da, otnv Corsano Health, Chemin du Pré-Fleuri 5, 1228 Plan-les-Ouates,
eveun, EABeTia ) otov e§ouaiodotnuévo avTirpoowTd TnG. H Corsano Health dev @épel
Kapia eubuvn o€ TTePITITWOoN aTTWAEING i CNUIAG KATA TN HETAPOPA.

H utroxpéwon r} eubBuvn Tng Corsano Health 010 TTAQicI0 TNG TTAPOUCAG £yyunong dev
TrepINapBavel TuxOV £€00a HETAPOPAG 1 AAAa £€00a 1) EUBUVN YIO APECEG, EUPECEG
ETTAKOAOUOEG Cnpieg A KOBUOTEPAOEIG TTOU TTPOKUTITOUV OTTO TNV akatdAAnAn xpnon n
EQAPUOYN TOU TTPOIOVTOG Il TN XProN £€apTNUATWY 1 ageToudp TTou BEV £XOUV EYKPIOET
até v Corsano Health.

H Trapouoa gyyunon dev KaAUTITEl ) SUTAEIToUpYieS ) CNUIES TTOU TTPOKANBNKav atro
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akatdAANAN xprion i avBpwTtroyev BAARN, B) ducAeiroupyieg A CnUIES TTOU TTPOKARBNKavV
atrd akatdAANAn Asitoupyia A €TTIoKeUR atro un €GEIBIKEUPEVO 1] Un €E0UCIOO0TNHEVO
TTPOCWTTIKO T€PPIG, ¥) duaAeiToupyieg i {NUIEG TTOU TTPOKAABNKav atré aoTadn r} eKTOG
opiwv TpoPodoacia peupatog, 8) {NUIES 1N @BoPa TwV INAVTWY, €) BUCAEITOUPYIES A CNUIES
€CWTEPIKWY OUOKEUWYV TPITWV KATAOKEUAOTWY, OT) OUOAEITOUPYIEG I E0PaApéva dedopéva
TTOU TTAPEXOVTAl HECW EQAPHUOYWY TPITWV KATAOKEUAOTWV.
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16 TEXNIKEX MPOAIATPADEZ

16.1 Epappoyn Corsano yla Kivntd

EAGXI0TEG ATTAITAOEIG YIA AEITOUPYIKG CUCTANOTA KIVNTWV CUOKEUWV:

e iOS 14.5 1} vedTeEPN €KOOON
e Android 9.0 i vedTepn £€kdoon

16.2 Bpayxi6A1 Corsano

XapaktnpioTikd aicnthpa PPG

[ d €T Koékkivo, IR,

Mpdaoivo

PPG LED/APIOUOG QUTOBIOBOU ....coeeiiiiiiieeeiiiiieeeeeeiieeeaeeeiieeeea e 712

LED PPG MEYIOTO UAKOG KUMOTOG .. eveueeeueeeneeetnseeeneesnneessneeranneeennaaes 500-900 nm

MEYIOTO PEUPA LED PPG....coiiiiiiiiieieeeeeeeee s 128 mA

AVAAUGN BEIYHATOANWIOG PPG..... e e 20 bit

‘Eviaon akTIVOBOAIGG 525NM™ .....ovviiiiiiiiiieiieieiene s 47 mW/sr

"EvTaon akTIVOBOAIGG BB0NM™ .......evveereieeieiireiiiitiee s 44 mW/sr

"EvTaon akTIVOBOAIAG 880NM™ ........evveeriiiiiiiiieiiiisiei s 35 mW/sr
XapakTnpIoTIKA aioOnThpa Kivnong

LIV L PP 3 &&oveg

(O o] 01U ] 1o YN o |11 o VS 1,3 mg RMS

EUPOG AIOONTAPA KAIHOKOG e e e et e e e e e e +16 g TTAPNG KAipoka
ZuAAoyn dedopévwv

PUBOG BEIYHOTOANWIOG PPG ...t 32 Hz

PUBUOG DEIVHATOANWIOG KIVIOTIG vevueeeeeeeeeeeeeneeeieeeeeeeeneeeieeeanaeeenneees 32 Hz

MEYEBOG UVARNG Flash...... oo 256 Mbit

YAV oo (] o ZUvexng
ECG

PUBUOG OEIVHOTOANWIOG ..t eeeetieeeeeee e e e e e e e e e e et e e e e e e e e ee s 256 Hz

LU0 Yo T 11 Y] o T 0,05-55Hz
ATTaITAOEIG 1I0XUOG

1/ F-{o2 0 AV [e (o g I oY1 U] ¥ Lo 1 o 1,2 mA

MEYIOTN KOTAVAAWGOT] PEUHOATOG  ceeuueieneeeeueeeneeetieeeeaeeeneeeeneeeanaeeennaaes 100 mA

MEOT EVTOON PEUPOTOG e eeertieeeeeteeeeeen e e eeenaeeeeeaa e e e eene e e e ennaeeeeananns 1,2

JLILU2 e T V1 {0 o (0] o (SRR EmavagopTidpevn

TEXVOAOYIO ...t e e e e e e e e e e s e e e e e eaaeas MoAupepég AiBiou

XwpnTIKOTNTA PTTATAPIAG (BPOAXIOAL) .ot 140 mAh

AUTOVOUIO (BPOAXIOAL ..eeieeiiiiie e et e e et e et ee e e e e s e e e e neeeaeeenaeeeeanns ¢wg 1 efdoudda
AlaoTtdoeig

MAKOG X TIAGTOG X Y WOG .. ceunieeieeeeeee e et e et e et e e e et e e e e e e e 24,4 x40,4 x 9,8 mm

BDOG -t 30 g (M6vo 10

BpaxIOAl, xwpig TN cuokeuaaoia)
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MepiBaAAovTikéG TTPpOdIaYPAPES

MPOOTAGIA E1GOB0U (... i IP66
(AW Cole (o) {0 07.¥ 0 (1010 1Y/ o (<l +10 €wg +40 °C
Oeppokpaaia TEPIBAANOVTOG KATA TN QOPTION .eevveneeeerneeeeenieeeeenneees +10 éwg +35 °C
OePUOKPATIA HETAPOPAG KOI ATTOBAKEUOTG «eueeeeeeeneeeeeeeeeeeieeeeaeeens -20 éwg +60 °C
FAYaA) (o107 )Y/ 1 g I VAV 0T (o o NPT 20% £€wg 80
Yypaoia HETAPOPAG KO ATTOBAKEUOTG . .eevvueeeerineeeeenieeeeeeieeeeenneeeeenns 20% €wg 90
AieTraen
ACUPHOTN ETTIKOIVUIVIO ... eveeteeteeteeaeeaeeae e sesaeeaeeeae e e e e e eeneeneenns BLE 5.0
LED OBOVNG ettt Mpdoivo, TTOPTOKAAI,
MTTAE
Avapevopevn didpkeia {wnRg?
BPROXIOAL . 2 xpovia

(1) 1P66: MAARPNG TpooTacia amé Tn okévn. MpooTacia atré I6XUPOUC TTHdAKES VEPOU.
16.3 Tpo@odoTiké AC-DC (Trpocappoyéag USB)

O mrpoocappoyéag USB trpétrel va cuppopewvetal ue 7o TrpoTutro IEC 60601-1 13 IEC
62368-1 pe Ta akdAouBa XapaKkTnEIoTIKA:

e Tdon eic6d0ou: AC 100-240V, 50/60hz

e Tdaon e€ddou: DC 5V (+/- 5%)

e Peupa €¢ddou: 500 mA (eAaxioTo)

MNa otroiadnTrote GAAQ HOVTEAQ, TTAPAKAAOUNE ETTIBERAIWOTE TN CUMHOPPWON UE TA
TTOPATTAVW TTPOTUTTA. EdQV £XETE QTTOPIES, TTAPAKAAOUUE ETTIKOIVWVHOTE PE TO
support@corsano.com

16.4 ZuppudpPWON PE TOUG KAVOVIOUOUG

Kavoviouég (EE) 2017/745 yia ta 1atpoTeXvoAoyika TrpoiévTa (EU-MDR)

Odnyia 2011/65/EE yia Tov TTEQIOPICHO TNG XPAONS OPICHEVWY ETTIKIVOUVWV OUCIWV
(RoHS)

Kavoviouég (EE) 2016/679 yia tov Nevikd Kavovioud yia tnv MNpooTtaoia Asdouévwy
(GDPR)

Kavoviouog (EE) 2014/53 yia tov padioe¢otrAioud (RED)

16.5 E@appolopeva TrpoTUTTA

IEC 60601-1:2005 + AMD1:2012 + AMD2:2020
IEC 60601-1-2:2014 + AMD1:2020

IEC 60601-1-6:2010 + A2:2021

IEC 60601-1-8:2006 +AMD1:2012 + AMD2:2022
IEC 60601-1-11:2015 + AMD1:2020

IEC 62304:2006 + AC:2008 + AMD1:2015

IEC 62366-1:2015 + A1:2020

IEC 82304-1:2016
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ISO 10993-1:2018

ISO 13485:2016

ISO 14971:2019 / EN14971:2019 + A11: 2021
ISO 14155:2020

ISO 15223-1:2021

ISO 20417:2021

ISO 80601-2-55:2018

ISO 80601-2-56:2017
ISO 80601-2-61:2017
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17 HAEKTPIKH A>PAAEIA KAl HAEKTPOMAINHTIKH
2YMBATOTHTA

To BpaxioAl Corsano Kal To KAAWdIo GOPTIONG £XOUV DOKIPAOTE YIa NAEKTPIKI) aCPAAEIa
Kal TTAnpouv ta TpoTutra IEC 60601-1:2005/AMD2:2020 kai IEC 60601-1-11:2015/AMD
1:2020 y10 CUOKEUEG TTOU XPNOIKOTTOIOUVTAI OTO OIKIOKO TTEPIBAAAOV.

To BpaxioAl Corsano Kal To KaAwdIo GOPTIONG £XouV DOKIPAOTE yia va TTAnPouUV TO
mrpoTuTro IEC 60601-1-2:2014/AMD1:2020, cival mioTotroinuéva amod tTnv FCC wg @opnTég
OUOKEUEG KAl ouppop@wvovTal he Tnv Odnyia yia Tov padioegotrAioud (2014/53/EE).

&ZUVIO'T('XTGI n Xprnon @opnTou ££OTTAICOU PadIOCUXVOTHTWY (CUNTTEPIAAUBAVOUEVWY
KaAwdiwv KepAiag, ECWTEPIKWV KEPAIWVY, ACUPHATWY CUCKEUWYV OIKIAKOU SIKTUOU,
KIVNTWYV TNAEQUWVWYV Kal aoUpUaTwyV TNAEQWVWYV) o€ atréoTacn Touldyiotov 30 cm (12
ivtoeg) atrd otrolodntroTte néPog Tou BpaxioAiou Corsano Bracelet
oupTTEPIAaPBavouéVWY TWV KOAWSiIwV TTou KaBopilovTtal aTTd TOV KATOOKEUQOTH.
Al0QOPETIKA, evOEXETAI va UTTORABIOTEI N atrddoon autou Tou £EOTTAICHOU.

&'O)\a TA €CAPTAMATA KAl TA ageooudp dev gival ao@alr yia payvnTikr) Toyoypagia (MR) kai
evoEXeTal va atmoTeAéoouyv Kivouvo ekTégeuong o€ TrepIBaAAov MR. ETTopévwg, Tpétrel va
QUAdooovTal Hakpid atrd Tnv aibouca Tou payvnTikou Topoypdeou (MRI).

&H dlaBepuia Kal N nAeKTpokauTnpiaon evOEXETAI va ETTNPEACOUV TNV ATTOS0CN TOU
BpaxioAiou. To BpaxIOAl TTPETTEI va a@alpeiTal KATA TN SIAPKEIA TWV BEPATTEIWV.

&Ta OUCTAMATA ACQAAEIAG (TT.X. NAEKTPOUAYVNTIKA CUCTAMOTA AVTIKAETTTIKAG TTPOCTOCIAG
(EAS), avixveuTég HETAAWYV), Ta CUCTAMOTA €TTIKOIVWViag KovTivou TTediou (NFC), n
aoUppatn petagopd evépyeiag (WPT), To kKivnTo 5G, evdéxeTal va eTnpedoouv
TTPoowWPIVA TNV a1Tddoon TNG CUOKEUNG. Mnv xpnoiyoTroleite To BpaxioAl Corsano kai Ta
ageooudp TOU 0€ POVIUN KOVTIVA) aTTO0TACT ATTO TETOIO CUCTHUATA.

&H Xpnon ageooudp Kal KaAwdiwv ekTO¢ atTd autd TTou Kabopilovtal atrd Tnv Corsano, Je
e¢aipeon Ta kaAwdia TTou TTwAoUuvTal atrd TNV Corsano wg avtaAAaKTIKE, ITTOPED va
odnynoel o€ auénuévn EKTTOUTTA 1 MEIWMEVN AVTOXT TOU BPaxIOAIOU.

&OI IATPIKEG OUOKEUEG OEV TTPETTEI VO XpNOIPoTTolouvTal SiTTAa 1) o€ oToiBa pe GAAO
€COTTAIOUO. Z€ TTEPITITWON TTOU €ival atrapaitnTn N Xprion SitTAa | o€ oToifa, N 1aTPIKN
OUOKEUN TTPETTEI VA TTAPAKOAOUBEITAI yIa va eTTAANBEUTEI N KAVOVIKA AEITOUpYia TNG OTN
OlaudpPPWaon oTnV oTToia Ba XPnoIKNOTIoINOEI.

&To Bpaxi6Al Corsano gival pJia CUCKEUR TTOU AEITOUPYEI e PTTaTapia Kal Oev UTTOPEI va
xpnoigoTtroinBei katd mn diIdpKeEIa TN POpPTIoNS. ETTopévwg, N atrdédoaon Tou BpaxioAiou
Corsano dgv agloAoyriOnke uttd OUVONKES NAEKTPOPAYVNTIKAG CUMBATOTNTAG.

&AvanéﬁTs OTIG TTAPOKATW 0dnYieg OXETIKA Ye TO TTEPIBAAAOV EMC oTo otroio TrpétTel va
xpnoigoTroigital To BpaxidAl Corsano.
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&To BpaxidAl Corsano xpnoiyotrolei Bluetooth Low Energy yia va €TIKOIVWVED e TRV
epapuoyn Corsano yia Tn HETABOON TWV PUOIOAOYIKWYV TTOPAPETPWYV KOl EXEI
atToTEAEOUATIKA 10XV ekTTOPTI G RF 0dBm.

A

IEC 60417-5333

BpaxioAl Corsano
TYNOZ BF EGAPMOXMENO MEPOZ

O aiodnTApag PPG cival ek1eBeIpévog oTo TTiIcw PEPOG Tou BpaxioAiou Corsano. O
ailodnTipag PPG épxetal o€ eTa@r] Ye 70 OépPa Tou XpnoTn (cup@wva pe 1o rpdTuTro IEC

60601-1).

Odnyigg ka1 SAAWOT TOU KATAOKEUOOTH - NAEKTPOUAYVNTIKEG EKTTOUTTEG

To BpaxidAl Corsano TTpoopileTal yIa XPron oTo NAEKTPOPAYVNTIKO TTEPIBAAAOV TTOU KaBopideTal
TTapakdtw. O TeAETNG 1] 0 XpNoTng Tou BpaxioAiou Corsano TTPETTEl va SIao@aAilel OT
Xpnoiudotrolgital o€ TéTo10 TTEPIBAAAOV.

Alakupavoeig
TAONG / EKTTOUTTEG
TPEUOTTAIYUOTOG
IEC 61000-3-3

Aev epapuoleTal
(Xwpic diakuuavan
I0XU0G)

Aokiyn Zuppopwon HAekTpopayvnTtiké TrepIBAAAov - 0dnyieg

EKTTOUTTWV

Ektmmoutrég RF Oudda 1

CISPR 11 To BpaxidAl Corsano xpnoiuoTroliei evépyela RF uévo yia
TNV ECWTEPIKN TOU AgiToupyia. ETTOpéVWG, o1 ekTTouTTéG RF
gival TTOAU XapnAég kai dev gival TBavo va TTPOKAAECOUV

Ektmoutrég RF Karnyopia B TTAPEPPBOAEG OE KOVTIVO NAEKTPOVIKO €COTTAIONO.

CISPR 11

- - To BpaxidAl Corsano gival KaTdAANAO yia XpAon o€ OIKIOKO

ADUOVIKf-Q (AEV !0X<UgOW) TEPIBAANOV Kal O€ ETTAYYEAUATIKEG EYKATAOTACEIG

EKTTOUTTEG I0XUG UYEIOVOUIKAG TTEPIBaAWNG.

IEC 61000-3-2 Y HIKNG TIER e

0Odnyigg ka1 SAAWOT TOU KATAOKEUAOTH — NAEKTPOUAYVNTIKN AvVTOXN

To BpaxioAl Corsano TTpoopileTal yIa XPrion oTo NAEKTPOPAyVNTIKO TTEPIBAAAOV TTOU KaBopileTal
TTapakdaTw. O TEAATNG 1} 0 XPoTNG Tou BpaxioAiou Corsano TTPETTEl va dIac@aAilel O
Xpnoiudotrolgital o€ TéTo10 TTEPIBGAAOV.

Aokipn avoxng

Etritredo
dokipig IEC
60601

Zuppépowon

HAekTpopayvnTikd TepIBAAAov —
odnyigg
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0Odnyigg kal SAAWOCN TOU KATAOKEUAOTH — NAEKTPOUAYVNTIKH AVTOXH

To BpaxidAl Corsano TTpoopileTal yiIa XPron oTo NAEKTPOPAyVNTIKO TTEPIBAAAOV TTOU KaBopileTal
TTapakdaTw. O TEAATNG | 0 XPrioTNG Tou BpaxioAiou Corsano TTPETTEl va BIac@aAilel O

XpnoiuoTrolgital o€ TéTolo TTEPIBGAAOV.

Aokiyn avoxng Etritredo Zupdpopewon | HAektpopayvnTiko mTepiBaAAov —
dokiung IEC odnyiegg
60601
HAekTpOOTATIKA 18 kV etmagn 2uppato Ta dameda péTTel va gival atmd EUAO,
ekpoption (ESD) | £15 kV aépag OKUPOdEa A KEPAUIKA TTAaKiSIa. Edv
IEC 61000-4-2 Ta &ATTEdA €ival KOAUPPEVA JE
OUVOETIKO UAIKO, N OXETIKA uypaaia
TpéTTEl va gival TouAdxioTov 30%.
Ta payvnTikd edia ouxvoTnTag 1I0XU0g
HAekTpIKA +2 kV yia 2UpBato ﬂgegg VO:;YS& GTGETU:[?KG,
L?I'(Gljg(]}-l'-r(l]Kr']/EKpr]K \T(Sgggggo.'a ¥o1goesg?ag o€ étj/a ?U'ITIK(') r(])?KIGKC') N
TIKN s VOOOKOWEIOKO TTEPIBAAAOV.
IEC 61000-4-4 . . .
O1 opNnTEG KAl KIVNTEG OUOKEUEG
PadIOCUXVOTHTWYV deV TTPETTEI vVa
XPNOIKYOTTOIoUVTal € ATTOCTAOT
Ymeptdon 1KV, £2 kV Zupparo MIKPOTEPN ATTO TNV TTPOTEIVOUEVN
IEC 61000-4-5 F'pappn mpog amméoTacn SIaXwPIGHoU TToU
YPauun uttoAoyieTal attd Tnv £€icwan TTou
I0XUEI yIa TN cuxvOTNTA TOU TTOUTTOU,
atrd OTToI08NTTOTE HEPOG TOU
MayvnTiké medio | 30 A/m Zuupatoé BpaxioAiou Corsano,
ouxvotnTag 50-60 Hz OUMTTEPIAOUBAVOUEVWY TWV KAAWDiwV
IoxU0c¢ (50/60HZz) Kal Twv €€aPTNUATWY.
IEC 61000-4-8 ZUVIOTWHEVN atréoTaon (m)
BuBioeig Tdong, 60Hz 110Vac 2upBaTo d=12P
OUVTOUEG 60Hz 230Vac
6|GKO1Tég 50Hz 110Vac d= 1 2 \/P 80 MH é 800 MH
ka1 TapaMayéc | 50Hz 230Vac ! Z £Ws z
ot Mapoxn _ ,
AEKTOIKOU d = 2,3 VP 800 MHz éwg 6 GHz
peUpATOG . . . .
IEC 61000-4-11 otrou P gival n JEYIOTN OVOUAOTIKA
- - I0XUG €€600U TOU TTOPTTOU O€ BaT (W)
Aywyipétnra RF | 10Vrms zuppatd OUHPWVA HE TOV KATOOKEUAOTH TOU
IEC 61000-4-6 150 kHz €wg 80 TTouTToU Kai d €ival N CUVIOTWUEVN
MHz aTrOOTACN OF PETPA (M).
O1 gvrdoeig rediou amd
; . oTaBepoug TTouTToug RF, 61TW0¢
AkTivoBoAoupevn | 3 V/im ’ 2uppato TTPOGBI0PICoVTal aTTd
RF IEC 61000-4- | 80 MHz ¢w¢ 6 NAEKTPOLAYVNTIKY £pEUVa
3 GHz, ToTTo0Eaiag® , TIPETTEI va ival
10 V/m MIKPOTEPEG aTTO TO ETTITTEDO

80 MHz £wg 2,7

OUMMPOPOWONG O€ KABE TTEPIOXN
OUXVOTATWVFE .
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0Odnyigg kal SAAWOCN TOU KATAOKEUAOTH — NAEKTPOUAYVNTIKH AVTOXH

To BpaxidAl Corsano TTpoopileTal yiIa XPron oTo NAEKTPOPAyVNTIKO TTEPIBAAAOV TTOU KaBopileTal
TTapakdaTw. O TEAATNG | 0 XPrioTNG Tou BpaxioAiou Corsano TTPETTEl va BIac@aAilel O
XpnoiuoTrolgital o€ TéTolo TTEPIBGAAOV.

Aokiyn avoxng Etritredo Zupdpopewon | HAektpopayvnTiko mTepiBaAAov —
dokiung IEC odnyiegg
60601
GHz, MTropei va TTpoKUWouV TTaPEUPOAEG

KOVTA o€ €COTTAICUO TTOU PEPEI TO

28 V/Im akdAouBo auppoAo:
450 MHz éwg 6
o ()

>HMEIQZH 1- Z1a 80 MHz ka1 800 MHz, 10x0€1 TO upnAGTEPO £UPOG CUXVOTHTWV.

>HMEIQZH 2- AuTég 01 0dnyieg evOEXETAI VO PNV I0XUOUV O€ OAEG TIG TTEPITITWOEIG. H
nAekTpopayvnTikr diddoon eTnpeddeTal atd TNV ATTOPEOPNCN KAl TNV avAKAQCH aTTO KATOOKEUEG,
avTikeipeva kal droua

% H évraon mediou atrd 01aBepoU¢ TTOUTTOUG, OTTWG OTABHOUGS BAong yia padioTNAEQWVa
(kivnT@/acUpuata) Kal padioTNAEQwva GTaBEePN G TNAEPWVIOS, padIoEPACITEXVIKA, PABIOPWVIKEG
eKTTOUTTEG AM Kal FM Kail TNAEOTITIKEG EKTTOUTTEG, OEV PTTOPET va TTPORBAEPOEi BewpnTIKG PE
akpifeia. MNa tnv agloAdynon Tou NAEKTpoayvnNTIKOU TTEPIBAAAOVTOG TTOU OPEIAETOI 0€ OTABEPOUG
TouTToUg RF, Ba mpéTrel va eg¢eTaoTei N duvatdtnta dieEaywyng NAEKTPOUAYVNTIKAG £pEUvag ToU
xwpou. Edv n perpolpevn éviaon tmediou aTov Xwpo OTToU XpnaluoTroieital To BpaxidAl Corsano
uttepPaivel To IoXUOV TTiTTESO CUPNOPPWONG RF TTou avagépetal TTapatrdvw, Ba TTPETTEl va
TrapatnpenBei 1o BpaxidAl Corsano yia va eTTaAnBeuTei N Kavoviki AsiToupyia Tou. Edv
TTapatnenBei avwuaAn Asitoupyia, evoéxeTal va ammaitnBouv mpdobeTa uéTpa, OTTwG N aAAayn TNg
B8¢ong N n petakivnon Tou BpayioAiou Corsano.

B Y10 gUpog auxvotTwy 150 kHZ £éwg 80 MHz, o1 evrdoeig Trediou TTPETTEN va gival JIKPOTEPES ATTO
3 Vim.

ZUVIOTWHEVEG ATTOOTACEIS SIaXWPICHOU PETASU
@opnTou Kal KIvnTou £§0TAICNOU RF €1miKoIVWwVIWY Kal TOU
BpaxioAiou Corsano

To BpaxidAl Corsano TTpoopileTal yia XprRon o€ nAekTpopayvnTikd TTEPIBGAAOV GTO OTTOI0
€AEYXOVTAI Ol EKTTEUTTOMEVES padIoCUXVIKES dlaTapaxés. O TTEAATNG 1 0 XproTng Tou BpaxioAiou
Corsano ytropei va oudBaAel oTnv TTPOANWN NAEKTPOUAYVNTIKWY TTAPEUBOAWY dIATNPWVTAG IO
eAGXI0TN amdéoTaon PeTagu popnToU Kal KIvnToU £EOTTAICHOU padlocuXVOTHTWV (TTOUTTOUG) Kal TOU
BpaxioAiou Corsano, OTTWG CUVICTATAI TTOPOKATW, avAAoya Pe Th PEYIOTN 1I0XU ££000U Tou
€EOTTAICHOU ETTIKOIVWVIWV.

) AtmréoTaon SiaXwpIoHoU avdaAoyd hE T ouxXvoTnTa
OvopaoTiki TOU TrouTroU (M)
MEyloTn 10XUG 150 kHz £wcg 80 80 MHz ¢wc 800 800 MHz ¢wc 2,5
e§o50u Tou MHz MHz GHz
TTOMTTOU
W d=12+P d=12+P d=23P
0,01 0,12 0,12 0,23
0 0,38 0,38 0,73
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Corsano C}

1 1,2 1,2 2,3
10 3,8 3,8 7,3
100 12 12 23

Mo TTouTTOUG YE PEYIOTN OVOUOOTIKA 10XU £E000U TTOU eV avaPEPOVTAl TTAPATIAVW, N
OUVIOTWHEVN aTTO0TA0N dlaxwpPIoUoU d o€ PETPa (M) UTTOPE va TTPOCOIOPICTEI XPNOIUOTTOIWVTAG
TNV £€iowan TTou 10XUEI yia TN ouxvoTNTA TOU TTOPTTOU, OTToU P gival n PHEYIOTN OVOPOOTIKE 10XUG
€€06d0oU Tou TTOTTOU o€ Bat (W) cUP@wva PE TOV KOTAOKEUAOTA TOU TTOUTTOU.

>HMEIQZH 1- Z1a 80 MHz ka1 800 MHz, 10xU¢1 n aréoTacn diaxwpiouoU yia To upnAdTEPO
€0UPOG GUXVOTATWV.

ZHMEIQZH 2- AuTég o1 00nyieg evOEXETAI VO NV IGXUOUV O€ OAEG TIG TTEPITTTWOEIC. H
nAekTpopayvnTikr diddoaon eTnpeddeTal atrd TNV AToppOPnOoN Kal TNV avakAaon oTTO KOTAOKEUEG,
QAVTIKEIPJEVA Kal AToua.
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18 NOMIKH EIAOMOIHZH INA THN FCC KAI THN ISED

2HMEIQZZH: O €€omTAIou6¢g auTog €xel DOKIPNOOTEN Kal £XEl DIATTIOTWOE OTI CUPPOPPWVETAI JE
Ta OpIA VIO WYNPIOKEG OUOKEUES KaTnyopiag B, oupgwva pe 10 Mépog 15 Twv Kavovwy Tng
FCC. Ta 6pia autd éxouv oxedlaoTei yia va TTapEXouv eUAoyn TTpooTacia ato emBAaBEig
TTAPEUPOAEG O€ OIKIAKEG eyKaTaoTAOEIG. O €OTTAIOUOS QUTOS TTAPAYEL, XPNOIUOTTOIE Kal
MTTOPEI va EKTTEUTTEI PABIOCUXVIKH EVEPYEIQ Kal, EQV OEV EYKATAOTABE KAl XpnoluoTToInOEi
oUPQWVA WE TIG 00NYieg, NTTOPET va TTPOKAAETE! ETTIBAABEIC TTAPEUPOAES OTIG
PadIOETTIKOIVWVIiES. QOTOCO0, dev UTTAPXEI Eyyunon 6T eV Ba TTPOKUWOUV TTAPEUPOAEG O€ HIa
OUYKEKPIPEVN eykaTdoTaon. Edv 0 e€0TTAIOuOG auToC TTpoKaAei eTTIBAGBEIC TTapEUPOAEG OTN
Awn padio@wvou 1 TNAedpaonG, KATI TTOU PTTOPEI va DIATTIOTWOEI PUE TNV ATTEVEPYOTTOINON
Kl EvepyoTToinon Tou eEOTTAIOUOU, O XPROTNG EvBappUVETAl va TTPOCTTABR0El va dl1opBwaEl
TIC TTAPEUPOAEG e €va 1) TTEPIOTOTEPA ATTO Ta aKOAouBa PETPA:

e AAN\GETE TNV KaTeUBuvOoN ) TN B€0N TNG KEpaiag ANYng.

e Au¢AoTe TNV aTOOTACN METAEU TOU £EOTTAICUOU KOl TOU OEKTN.

e 2UVvOEOTE TOV ECOTTAIOUS O€ pIa TTPICa 0€ KUKAWMPA DIAPOPETIKO aTTO aUTO OTO OTTOI0

gival ouvoedeuévog 0 OEKTNG.

ZntioTe BonBeia amd Tnv Corsano Health B.V. ] évav EuTTeIpo TEXVIKO.

>HMEIQZZH: H TTapouca cuokeury cuppop@wveTtal e To Mépog 15 Twv Kavoviouwy Tng
FCC kai pye Ta rpoTUTTa RSS 110U deV atTaitouv adeia TnG Ymnpeoiag Kaivorouiag,
Emoriung kai Oikovouiknig Avarmruéng rou Kavada.

H Aeitoupyia uttékeital 0TI akdAouBeg dUO TTPOUTTOBETEIC:

1. H ouokeun auth dev TTPETTEl VO TTPOKAAET ETTIBAABEIG TTAOPEUPBOAES Kl

2. AuTAl N cuoKeun TTPETTEI Va OEXETAI OTTOIAdNTTOTE TTAPEUBOAR AauBavel,
oupTTEPIAaPBavVOUEVWY TTAPEPPBOAWY TTOU UTTOPEI VO TTPOKAAECOUV aveTTIBUUNTN AsIToupyia.

H cuokeun utropei va Acitoupynoel o€ améotaon 0-20 cm ) yeyaAuTepn.

2HMEIQXH: AN\ay£EG i TPOTTOTTOINOCEIG TTOU YivOVTal 0€ AUTOV TOV EOTTAIOUO Kal gV £XOUV
eykpiBei pntd amd tnv Corsano Health B.V. evdéxetal va akupwoouv Tnv dadeia 1ng FCC yia
TN A&itoupyia autou Tou e€EOTTAICHOU.

2HMEIQZH: O 6poc «emBAaBAc TapepBoAn» opietal 010 47 CFR §2.1 amdé Tnv FCC wg
€¢NG: MapepBoAn TTou BETElI O€ KivOuvo Tn AEIToupyia PIag uTTNPEaiag padloTTAonynong i
AAAWV UTTNPECIWV aoPaAciag ) TTou uTToBabpilel coBapd, TTOPEUTTOBICE! | OIAKOTTTE
ETTAVEIANUUEVA MIA UTTNPECIA PADIOETTIKOIVWVIOG TTOU AEITOUPYEI CUP@QWVA PE TOUG
Kavoviopoug padiogtmikoivwviag Tng ITU.
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E¢otrAioudg: 6tav 10 BpaxidA kal To KaAwdio gopTiong USB

@TAcouV OTO TEAOG TNG WG TOUG, TTPETTEI VA AVOKUKAWBOUV owoTd,

WOTE TO UAIKO VO UTTOPEI VO ETTAVAXPNOIKMOTTOINBEI Kal va punv

KataAn&el oto TTepIBAAANOV. Katd TTpoTiNGon, HETAPEPETE T CUCKEUN

00G O€ JIO UTTNPECIa avakKUKAWONG yia attORANTA NAEKTPIKOU KAl

NAekTpovikou e¢otTAicpou (WEEE). EvaAAakTikd, n Corsano [
TTPOCPEPEI PWIa BWPEAV UTTNPETIa ETTIOTPOPNG. O1 ETTIOTPEPOUEVES

OUOKEUEC Ba uTToBANBOUV O€ TTARPN ATTOCUVAPPOAOYNOT), AVOKUKAWGN Kal KATAAANAES
d10dIKaoieg eTTeCEPYaTiag ATTOBANTWY ATTO TOV CUVEPYATN avakUKAwong TG Corsano.
EmkoivwvAoTe pe Tnv Corsano Health yia AeTrTopepPEic TTANPOQOPIEG OXETIKA UE TN
d1adikaaia.

O 1pavrag dev Bewpeital WEEE kai dev utropei va avakukAwBei. Mpétrel va atroppiOei wg
KAIVIKO aTTOBANTO 1) CUPQWVA HE TIG TOTTIKEG 0ONYiES Kal KAVOVIOUOUG.

L Ortav n epappoyry Corsano dev gival TTAEOV QTTAPAITATN, CUVIGTATAI va TN SlaypayeTe
at1ré 10 TNAEQWVO 0ag: OAa Ta dedopéva (aoBevn Kal attoTeAéopaTa) Ba diaypagouv.

AL Kivduvog poAuvong. To BpaxIoAl kail To KaAwdio eopTiong USB Trpétrel va
KaBapifovTal Kal va atToAUMQivovTal TTPIV ATTO TNV aTTéppIyr TouG.

A To BpaxidA Trepiéxel pTratapia IOVTWV AiBiou. Mnv Tnv ekTéBeTe 0 WTIG TN CUCKEUR
KQI uNV TNV TOTTOBETEITE OE GUUTTIEDTH ATTOPPIMUATWY. MnVv TpuTTdTe Tn YTTaTapia.

20 2TOIXEIA EMNIKOINONIAZ CORSANO

Edv éxeTe atmopieg, EMKOIVWVAOTE PE TO support@corsano.com.

Corsano Health B.V.

The Hague Tech Office 1.07
Waldorpstraat 5
2521 CA Xayn

OAAavoia

www.corsano.com
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‘Ekdoon | Huepounvia AN\ayEg

v. 1 11-11-2021 MpwTtn ecwTtepikn £kdoan.

v.2 08-12-2021 MpokaTtapkTiKA £K60aN yIa KAVOVIOTIKH agloAdynon

v.3 30-12-2021 MpokaTtapkTiKA £K60aN yIa KAvOVIOTIK agloAdynaon

v. 4 10-02-2022 MpokaTapKTIKr) €K&0aN yIa KaVOVIOTIKA agloAdynon

v.5 16-02-2022 MpokaTapKTIKr) €Kd0aN yIa KavovIoTIKA agloAdynon

V.6 17-03-2022 MNpwtn £kdoon yia TNV ayopd

v. 7 28-03-2022 Evnuépwaon mAnpo@opiwv d1dbeong

v.8 28-03-2022 Mpoacbnrkn odnyiwv yia Tnv kataypaen ECG

v.9 24-04-2022 Evnuépwon TTANPOQOPIWY ac@AAEiag

v. 10 11-05-2022 Evnuépwaon KAIVIKAC atmrodoong

v. 11 03-06-2022 Evnuépwaon TTANPOPOPIWY ACPAAEING

v. 12 20-09-2022 A@aipeon CardioWatch 287-1

v.13 02-03-2023 Evnuépwon HAekTpikAc AcedAciag kal EMC

v. 14 15-03-2023 Mpoacbnkn BepdTwy KuBepvoao@AaAsiac

v. 15 17-08-2023 MpocBrikn odnylwv yia Pn TTEPPRATIKA WETPNON TNG APTNPIOKAS
TTieong
MpocBrkn apxwv AsiIToupyiag
Evnuépwaon odnyiwv acpaleiag
Evnuépwaon mpogIdoTToINCEWVY Kal TTPOEIOOTTOINCEWV
MpoaBnikn odnylwv yia EEWTEPIKEC CUOKEUEC

v. 16 22-06-2024 MpoaBnrikn 1I0TOPIKOU EKOOTEWV

v. 17 26-06-2025 MNpooBrikn opIouwWY CUPPBOAWY TTOU AgiTTOUV
Evnuépwaon Tou TTPoopI{OPEVOU OKOTTOU
Evnuépwon TnG ouvdeong Pe KwOIKG KOUTTOVIOU Kal VEEG EIKOVEG
MAnpogopieg OXETIKA Pe TNV TTavon péTpnong yia RR kal BP
Evnuépwon tng d1eUBuvong TnG eTalpeiag
Evnuépwon tng evétntag KabBapiopdg kai atroAuuavaon
Evnuépwaon OXETIKA Pe TRV amToppIyn/TEAOG TOU KUKAOU {whg
Evnuépwaon oToixeiwv etmkoivwviag Corsano

v.18 25-08-2026 Evnuépwon EU Al
Evnuépwon TG evotnTag KaBapiopog Kai atroAupavon
Evnuépwon tou mrpocapuoyéa AC-DC
EuBuypdupion g TpofAeTtépevng xpriong pe m DoC
MpocBnrikn TTIECOUETPOU TPITOU KATOOKEUAOTH)
‘Hoooveg evnuepwoelg
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